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PREFACE 

The  work  presented  in  thi3  paper  was  accomplished  during  an 
eleven  week  industrial  tour  with  the  Engineering  Physics  and  Analysis 
Laboratory  of  the  General  Electric  Company,  Schenectady,  New  York. 

The  General  Electric  Company  is  one  of  many  industrial  concerns 
which  has  recognized  the  value  of  the  neutron  radioactivation  method 
of  analysis  and  is  striving  to  broaden  the  applications  of  the  method. 
Cognizant  of  the  desirability  of  an  extremely  sensitive  and  accurate 
analytical  technique,  the  Engineering  Physics  and  Analysis  Laboratory 
decided  to  embark  upon  a  project  of  development  of  a  drift  free 
gamma  ray  spectrometer. 

It  is  the  aim  of  the  writer  to  present  in  this  paper  the  general 
methods  of  neutron  radioactivation  analysis,  one  system  of  instrumen- 
tation used  in  activation  analysis,  and  the  development  of  the  desired 
drift  free  gamma  ray  spectrometer  from  that  system. 

The  writer  wishes  to  express  his  gratitude  to  the  staff  of  the 
Engineering  Physics  and  Analysis  Laboratory  for  making  available  the 
equipment  and  the  time  necessary  for  the  completion  of  the  project 
and  for  their  advice  and  assistance  during  the  project. 
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CHAPTER  I 
INTRODUCTION 

The  past  century  has  seen  the  development  of  many  methods  for 
analyzing  the  composition  of  materials.  One  of  these  methods , 
possessing  a  number  of  desirable  characteristics  is  neutron  radio- 
activation  analysis.  The  discovery  of  artificial  radioactivity  in 
1933  [lOJ  laid  the  ground  work  for  this  new  system  of  analysis.   The 
system  utilizes  the  fact  that  most  elements,  when  placed  in  a  neutron 
flux,  form  radioactive  products  which  have  their  own  individual 
radiation  spectrum  and  decay  characteristics.  These  characteristics 
act,  in  a  way,  like  finger  prints,  and  can  be  used  to  identify  the 
parent  element.  The  first  application  of  the  method  to  a  complicated 
analytical  problem  was  by  Hevesy  and  Levi  in  1936  [8J,whenthey  detected 
the  presence  of  small  amounts  of  rare  earths  present  in  a  specimen. 

The  method  of  activation  analysis  was  hampered  during  its  early 
stages,  by  the  unavailability  of  satisfactory  sources  of  neutron  flux 
for  irradiating  samples.  The  coming  of  the  nuclear  reactor,  with  its 
intense  neutron  flux,  gave  real  impetus  to  the  method. 

Once  activated,  an  element  can  be  detected  by  numerous  methods 
varying  in  sensitivity.  These  include  photographic  emulsions, 
ionization  chambers  such  as  Geiger  Mueller  counters  and  proportional 
counters  and  scintillation  counters  such  as  the  gamma  ray  spectrometer. 
The  method  of  detection  utilized  depends  largely  upon  the  purpose 
which  dictates  the  analysis.  For  the  detection  of  radioactivity, 


photographic  emulsions  can  be  used.  However,  if  quantitative  measure- 
ments are  desired,  carefully  controlled  conditions  are  required  when 
using  photographic  emulsions.  Even  then  the  ionizing  effects  of  the 
radiation  must  be  determined  by  the  degree  of  blackening  of  a  photo- 
graphic plate,  giving  questionable  results  at  best.  Gamma  ray 
scintillation  spectroscopy,  on  the  other  hand,  can  be  used  to  detect 
trace  elements  of  the  order  of  10"m  grams  under  ideal  conditions. 
This  characteristic  of  extreme  sensitivity,  coupled  with  the  increasing 
availability  of  neutron  flux  sources  for  research  work  has  led  to  a 
wide  spread  acceptance  of  gamma  ray  spectroscopy  as  a  valuable  analytical 
tool. 

The  electronic  circuitry  used  in  the  gamma  ray  spectrometer  is 
another  variable  depending  largely  upon  the  type  of  measurements 
desired.  For  instance,  if  the  problem  is  to  detect  the  presence  of 
one  specified  impurity  in  a  given  bulk  material,  the  circuitry  and  the 
whole  procedure  is  much  simpler  than  if  the  problem  is  to  tell  what 
unknown  impurities  are  present  in  a  sample  and  in  what  amounts. 

For  the  present  project  it  was  desired  to  set  up  a  system  of 
instrumentation,  U3ing  for  the  most  part  commercially  available 
component  units  which  could  be  used  to  demonstrate  the  feasibility  of 
analyzing  biological  specimens,  especially  human  tissue  and  body  fluids. 
Because  of  the  numerous  trace  elements  present  in  such  specimens  and 
the  proximity  of  their  many  energy  peaks  in  the  gamma  ray  spectrum, 
it  was  desired  to  develope  a  relatively  drift  free  gamma  ray  spectro- 
meter. With  such  a  spectrometer  one  could  be  sure  that  an  observed 


gamma  ray  energy  peak  was  truly  the  peak  associated  with  the  detected 
energy  level  and  not  an  adjacent  peak  which  had  drifted  to  a  wrong 
position  on  the  chart. 

The  project  will  be  presented  in  three  phases  in  this  paper: 

a)  the  general  methodology  of  neutron  activation  analysis, 

b)  a  description  of  the  instrumentation  employed  for  gamma 
ray  spectroscopy  and 

c)  the  development  of  the  desired  drift  free  gamma  ray 
spectrometer. 


CHAPTER  II 
METHOD  OF  NEUTRON  ACTIVATION  ANALYSIS  FOR  GAMMA  RAY  SPECTROSCOPY 

The  general  method  of  neutron  activation  analysis  nill  be  covered 
to  furnish  a  knowledge  of  the  type  of  signal  being  measured  by  the 
spectrometer  and  how  that  signal  is  obtained. 

A  nucleus  is  a  combination  of  neutrons  and  protons.  There  is  a 
certain  probability  that  this  combination  of  neutrons  and  protons  may 
transform  into  another  combination.   If  this  probability  is  great,  the 
nucleus  i3  said  to  be  unstable  or  radioactive.  A  radioactive  nucleus 
will  decay  to  form  a  new  nucleus  combination  which  may  also  be  unstable. 
Finally  a  state  will  be  reached  which  is  stable  and  the  activity  will 
have  ceased. 

A  flux  of  nuclear  particles  falling  on  a  nucleus  of  an  atom  may 
cause  that  nucleus  in  some  way  to  change  and  become  unstable.  The 
nuclear  particle  flux  used  in  activation  may  be  derived  from  one  of 
the  following  sources : 

(a)  Nuclear  reactor  (neutrons), 

(b)  Cyclotron  (protons,  deutrons,  alpha  particles,  neutrons), 

(c)  Betatron  (gamma  rays,  neutrons), 

(d)  Linear  accelerator  (protons,  neutrons,  ieuterons)  Il6j  and 

(e)  Particle  accelerators  of  the  Van  de  Graff  type  (electrons, 
protons,  alpha  particles,  neutrons). 

For  the  most  part,  analysts  choose  the  neutron  as  the  nuclear  particle 
with  which  to  bombard  the  nucleus. 


During  this  project  two  irradiation  procedures  were  used  exclusively. 
The  samples  were  either  sent  to  Brookhaven  National  Laboratory  where  they 
could  be  placed  in  a  reactor  with  a  maximum  flux  of  thermal,  or  slow 

neutrons^  '  of  4  x  10   neutrons/cm  -sec  or  of  fast  neutrons  '   of  4  x  10 

2 

neutrons/cm  -sec;  or  they  were  irradiated  using  the  General  Engineering 

Laboratory  linear  accelerator,  having  a  maximum  flux  of  fast  neutrons  of 

7        /  2 
2  x  10  neutrons /cm  -sec.  Using  a  water  moderator  to  slow  down  the 

neutrons  it  was  possible  to  obtain  thermal  neutrons  from  the  accelerator. 

With  neutron  activation  there  are  four  primary  interactions.  The 

first  and  most  important  is  the  neutron-gamma  ray,  (n,)f),  reaction  which 

occurs  most  frequently  when  the  flux  is  of  thermal  neutrons.  Here  the 

nucleus,  X,  of  an  atom  of  the  irradiated  sample  captures  a  slow  neutron. 

The  mass  number,  A,  of  the  nucleus  is  increased  by  one  unit  while  the 

atomic  number,  Z,  does  not  change.  The  reaction  is  written 


,XA  «■   n1  -   v*1 


-/  +  f> 


where  Q  is  the  disintegration  energy,  appearing  mainly  as  gamma  ray  energy, 
which  can  be  detected. 

Since  the  (n,y)  reaction  is  the  most  important  to  the  analyst,  it 

(3) 
is  worthwhile  to  examine  several  actual  reactions  of  this  type   . 

First  let  us  look  at  the  reaction  which  takes  place  when  Cadmium  113 $ 

113 
i  gCd   ,  is  bombarded  by  thermal  neutrons 


(1)  Thermal  or  slow  neutrons  have  an  energy  of  approximately  0.025  ev 
or  lower. 

(2)  Fast  neutrons  are  those  having  energies  greater  than  1000  ev> 
14.5  Mev  from  the  linear  accelerator. 

(3)  See  any  standard  chemistry  textbook  for  list  of  elements,  their 
abbreviations,  atomic  numbers  and  atomic  mass  numbers. 


113     1       .,114     0 
Cd      n        Cd      v 
48    +  0   **48     +  0T 

The  gamma  ray  which  appears  here  la  not  the  one  detected  In  the  method 

of  gamma  ray  spectroscopy.  This  gamma  ray  is  called  the  "capture" 

gamma  ray  and  is  the  one  emitted  during  the  (n,)")  nuclear  reaction.  In 

this  particular  reaction  the  product  .  0Cd    is  not  radioactive.  Thus. 

4° 

thermal  neutron  activation  is  not  applicable  for  detecting  the  presence 

113  30    \ 

of  ,gCd    by  gamma  ray  spectroscopy.  When  Silicon  30,  .Si  ,is 

placed  in  a  thermal  neutron  flux  the  reaction  is 
30    1       ,31     0 
U31  +0n-*l431  +(/ 

30 
the  , , Si   does  decay  by  emitting  a  beta  particle 
J.4 


31 

31 

0- 

31 

— *-„   P 

4 

B 

15 

1 

giving  Phosphorous  31*  The  decay  is  not  accompanied  by  the  emission  of 
gamma  rays,  the  method  does  not  detect  beta  particles,  so,  again  the 
method  is  not  applicable  to  the  particular  reaction.  A  large  number  of 
(n,r)  reactions  have  radioactive  products  which  do  emit  gamma  rays  as 

they  decay.  It  is  in  these  cases  that  the  methods  of  gamma  ray  spectroscopy 

59 

have  their  application.  Cobalt  59,   Co  ,  reacts  with  thermal  neutrons 

as  follows 

«  59^.   1      -60    0 

27°°  +0°  -^27C°   +0^ 

60  60  ,      60 

in  which  27C0   is  radioactive.  The  07^°   decays  forming  Nickel  60,  ggNi 

60        60     0-     J> 
27°°   ^28N1   +1B  +   0* 

The  beta  particle  goes  undetected,  however  the  gamma  ray  is  detected  by 
the  spectrometer. 


With  faster  neutrons  the  (n,}f)  reaction  is  somewhat  suppressed  and 
other  interactions  show  up  with  significant  abundance.  These  include 
the  neutron-proton,  (n,p),  neutron-alpha,  (n,c*),  and  the  neutron-two 
neutron,  (n,2n),  reactions.  In  the  (n,p)  reaction  the  mass  number 
remains  the  same  while  the  atomic  number  decreases  by  one,  by  the 
addition  of  a  neutron  and  subtraction  of  a  proton 

/  +  /— ^z_1rA  +  1P1+Q 

Y  being  a  new  element  nucleus  since  the  atomic  number  has  changed.  For 

the  (n,<*)  reaction,  the  addition  of  a  neutron  and  subtraction  of  an  alpha 

particle  lowers  the  atomic  number  of  the  nucleus  by  two  and  the  mass 

number  by  three.  This  reaction  can  be  written 
yA  +   1 yA-3  +  J+ 

Finally  there  is  the  (n,2n)  reaction  in  which  the  capture  of  one  neutron 
by  the  nucleus  causes  the  emission  of  two  neutrons.  Here  the  atomic 
number  remains  constant  while  the  mass  number  decreases  by  one,  which 
can  be  expressed 

/  +  o"1  —  z**"1  +  2onl 

These  four  reactions  are  often  cited  in  the  literature  and  the  notation 
shortened  to 

2;r(M)  zxA  x 

^(nfP)  Z-1Y  A 

^(n, oc)  z_2yA"3 

^(n^n)  ZXA_1 

where  the  nucleus  on  the  left  is  the  target  nucleus,  the  nucleus  on  the 
right  is  the  product  nucleus,  the  particle  on  the  left  inside  the 


parenthesis  is  the  bombarding  particle,  and  the  particle  on  the  right 
within  the  parenthesis  is  the  emitted  particle.  The  products  of  nuclear 
reactions  produced  by  neutron  bombardment  can  be  determined  by  recourse 
to  the  literature.  The  results  are  available  in  tabular  [l3~j  and  chart 
(see  Appendix  II)  form. 

The  nuclear  reactions  will  proceed  with  a  certain  efficiency  depend- 
ing upon  the  target  nucleus  and  the  energy  of  the  neutrons  in  the  flux. 
That  is,  for  every  atom  there  is  a  certain  probability  that  a  neutron 
of  a  given  energy  will  be  captured  by  the  nucleus  of  that  atom.  This 
probability  ha3  the  unit3  of  square  centimeters  and  is  called  the  cross 
section, CT,  for  the  reaction.  Cros3  section  values  are  tabulated  in  the 

literature  [9,H,12J.  A  typical  cross  section  for  neutron  activation 

-2k      2 
of  an  individual  nucleus  is  of  the  order  of  10    cm  and  for  convenience 

this  has  been  called  one  barn.  A3  suggested  before,  the  most  efficient 

reaction  for  thermal  neutrons  is  the  (n,Y),  in  most  cases  the  occurrence 

of  the  other  reactions,  (n,p),  (n,=<.)#  and  (n,2n)  at  this  level  is 

negligible.  However,  as  the  neutron  energy  is  increased  the  cross  sections 

for  the  other  reactions  usually  increase,  while  that  for  the  (n,if) 

decreases.  The  most  efficient  overall  reaction  is  the  (n,)f)  reaction  at 

low  neutron  energy  levels.  Other  factors  such  as  neutron  resonances  of 

certain  rauclei,  may  necessitate  activation  with  higher  energy  neutrons. 

The  cross  section  values  as  listed  in  the  literature  presently  available 

are  very  complete  for  thermal  neutron  reactions  while  not  nearly  so 

complete  for  fa3t  neutrons.  This  is  another  feature  which  dictates  the 

use  of  thermal  neutron  activation  for  analysis  work. 
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Besides  the  cross  section  which  is  determined  by  the  parent  atom 
and  the  neutron  energy,  the  intensity  of  the  radiation  depends  upon  the 
following: 

(a)  the  flux  density, 

(b)  the  number  of  parent  isotopes  available  (as  used  in  the  text,  the 
number  of  parent  isotopes  includes  the  factors  of  elemental  concentration 
and  isotopic  abundance), 

(c)  the  time  of  exposure  of  the  sample  to  the  flux  and 

(d)  the  rate  of  decay  of  the  activated  nuclei. 

The  relationships  by  which  the  activity  may  be  computed  will  be  developed 
mathematically.  The  rate  of  growth,  ££-,  of  the  number  of  radioactive 
nuclei  is  given  by 

—•  Z   -fffN  -  XN*         (1)     [3] 
where  crfN  i3  the  production  factor,  depending  upon  the  cross  section  for 
the  reaction,  c  ,  the  flux  density,  f,  and  the  nuiuber  of  parent  nuclei,  N, 
present  at  any  time.  AN*  is  the  rate  of  decay  of  radioactive  nuclei. 
Nuclei  which  have  become  active  during  bombardment  will  decay  as  the 
bombardment  progresses.  The  rate  of  decay  is  proportional  to  the  number 
of  active  nuclei,  N*,  present.  The  constant  of  proportionality,  x.,  is 
called  the  radioactive  decay  constant  and  is  given  by  the  formula 

^=5fL       (2)    [3] 

where  T  is  the  half  life  of  the  radioactive  product.  Production  and 
decay  will  proceed  until  an  equilibrium  point  is  reached.  At  this  point 
the  particular  element  is  fully  activated  and  further  irradiation  will 
produce  no  gain  in  activity. 

The  growth  rate  equation  can  be  rearranged  and  integrated  directly 


crm 7"  "  Xdt 

—  -  N* 

-ln(^-  N*)  =At^C 
At  t  =  0,  the  start  of  irradiation,  the  number  of  radioactive  nuclei  is 
zero,  that  is  N  -  0.  Applying  this  boundary  condition  the  constant  of 
integration,  C,  is  evaluated 

-ln(2*fi)=  C 


then 


X.t  =  -In  (^  -  N»)+  In  (2J0i) 


and 


N*  s  CfN  (l-e"At)  =  cm   (1-e"  ^^)     (3) 

A.  A- 

Thus,  the  function  which  follows  the  growth  of  the  radioactive  nuclei 
during  irradiation  is  an  exponential  function.  Equation  (3)  will  enable 
the  analyst  to  compute  the  number  of  radioactive  nuclei  present  at  the 
instant  of  completion  of  irradiation,  however,  he  is  usually  concerned 
with  measuring  the  activity  at  some  time  later,  say  when  the  sample  has 
been  removed  from  the  flux  and  placed  in  a  detection  system. 

Once  removed  from  the  flux,  the  production  factor  of  the  growth 
rate  equation  is  eliminated  and  there  is  only  negative  growth  or  decay. 
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(4) 


!^1    m    -\N* 

where  T  is  U3ed  to  designate  time  after  removal  from  the  flux.  Integrating 

^  =  -Xd>- 

N* 

In  n*  r  -  Xr  -*-  c 
at  i-  =  0,  the  completion  of  irradiation,  N*  =  N+*  and 

C  =  In  Nt* 

SO 

In  N*  =  -  XT-  -»-  In  Nt# 
ln(fi*-)  -  -  XT 

N*  =  N^"^1"   (5) 
exhibiting  an  exponential  decay. 

We  now  have  a  method  for  computing  the  number  of  radioactive  nuclei 
present  at  any  time  during  the  irradiation  -  decay  process.  The  activity, 
A,  at  any  time,  is  proportional  to  the  number  of  radioactive  atoms  by  the 
radioactive  decay  constant, X ,  and  is  measured  in  disintegrations  per 
unit  time 

A=  XN*    (6)     [3] 
thus,  at  the  end  of  irradiation 

At  =  xNt*  s  ofN  (1-e  ~xt)   =  cfN  (1-e  -°'6?^t)     (7) 

and  at  any  time  t-  after  that 

A,.  =  A.  e'AV  =  A  e  -0.6???-    (g) 
•    t        t     T 

By  using  equation  (8)  and  counting  the  number  of  disintegrations 

per  unit  time  at  two  different  times  after  irradiation,  it  is  possible  to 

compute  the  half  life  of  the  element.  The  radioactivity  that  existed  at 
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the  end  of  bombardment  can  also  be  computed  if  the  time  that  has  elapsed 
since  the  sample  was  taken  from  the  flux  is  known.  Further,  the  number 
of  parent  atom3  present  at  the  start  of  irradiation  may  be  calculated 
if  the  period  of  irradiation  has  been  recorded,  provided  the  element 
has  by  now  been  identified.  The  identity  of  the  element  is  required  to 
furnish  the  cross  section  value  for  the  activation  process. 

The  half  life  gives  one  of  the  identifying  characteristics  of  the 
parent  element.  The  association  may  be  made  by  reference  to  tables  |20l 
or  a  nuclide  chart  (see  Appendix  II).  To  attempt  to  identify  accurately 
on  this  basis  alone  would  not  prove  satisfactory  since  many  activated 
nuclei  have  nearly  equal  half  lives.  Fortunately  when  a  radioisotope 
disintegrates  it  emit3  radiations  which  are  also  characteristic  of  the 
isotope  and  thi3  offers  another  clue  as  to  the  identity  of  the  parent 
element.  The  most  significant  radiations  which  may  be  emitted  during 
decay  are 

(a)  Alpha  particles,  ott 

(b)  Negatrons,,B  ~, 

(c)  Positrons,     B  Jand 

(d)  Gamma  rays. 

In  the  spectroscopic  procedures  related  to  this  project,  the  reaction 
involving  gamma  rays  i3  of  prime  concern.  Numerous  characteristics  of 
the  other  types  of  radiation  make  them  undesirable  for  the  purpose. 
These  include  low  penetrating  powers  and  random  energy  distributions. 
On  the  other  hand  a  very  desirable  aspect  of  gamma  ray  spectroscopy 
lies  in  the  mono-energetic  nature  of  gamma  ray  radiation.  Each  active 
nuclei  which  emits  gamma  rays  does  so  at  discrete  energy  levels.  During 
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its  decay,  a  nucleus  may  give  off  a  single  gamma  ray  at  one  specific 
level  or  several  gamma  rays,  each  at  a  discrete  energy  level.  For 
example,  two  radioactive  specimens  were  used  as  standards  during  thi3 
project;  cobalt-60,  (CO  ),  with  two  associated  gamma  ray  energies, 
one  at  1.172  Mev  and  the  other  at  1.332  Mev  and  cesuim-137,  (Cg1^7), 
with  a  single  gamma  ray  energy  of  0.663  Mev.  With  each  radioactive 
nucleus  having  its  peculiar  gamma  radiation  spectrum,  another  means 
of  identification  is  available. 

As  mentioned  before,  with  the  element  once  identified  it  i3  possible 
to  compute  accurately  the  number  of  atoms  of  the  parent  isotope  present 
in  the  original  sample.  However,  performing  the  mathematical  computations 
of  such  a  method  can  become  laborious  and,  in  practical  application,  a 
simpler  procedure  of  comparison  with  a  standard  is  employed.  Since  the 
identity  of  the  element  present  in  the  sample  is  now  known  we  may 
irradiate  a  carefully  weighed  amount  of  the  same  element,  the  standard, 
under  conditions  identical  with  the  irradiation  of  the  sample.  In  this 
way,  a  standard  is  produced.  Then,  observing  the  activities  of  the 
sample  and  the  standard  at  comparable  times,  the  weight  of  the  element 
in  the  sample  is  given  by 


weight  of  element  in  sample    activity  of  element  in  sample 
weight  of  standard  activity  of  standard 


Thus  by  examining  the  gamma  ray  spectrum  of  a  sample,  an  analysis  as  to 
the  identity  and  the  quantity  of  elements  present  in  the  sample  can  be 
obtained. 
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CHAPTER  III 
ADVANTAGES,  LIMITATIONS  AND  APPLICATIONS 
OF  NEUTRON  ACTIVATION  ANALYSIS 
FOR  GAMMA  RAY  SPECTROSCOPY 

The  most  obvious  advantage  derived  In  using  neutron  activation 
as  an  analytical  method  is  its  extreme  sensitivity  under  favorable 
conditions.  Meinke  [l5]  has  compared  activation  analysis  with  five 
other  typical  trace  analysis  methods  (see  Appendix  I)  and  the  comparison 
is  favorable  for  the  former.  Another  factor  is  the  unique  set  of 
radiation  energies  and  decay  characteristics  possessed  by  the  activated 
nuclei.  Thus,  the  method,  when  applicable  is  more  direct  and  positive 
than  other  analytical  procedures. 

Consideration  of  contamination  during  analysis  is  another  major 
advantage.  A  minimum  handling  prior  to  irradiation  is  possible,  since 
the  introduction  of  the  sample  in  its  original  form  into  the  irradiation 
flux  is  all  that  is  required.  After  irradiation  the  danger  of  contami- 
nation is  essentially  eliminated  since  all  elements  in  the  sample  are 
now  activated  while  subsequent  contaminants  most  likely  are  not  radio- 
active and,  thus,  will  not  show  up  in  the  detection  process.  Except  for 
the  radiation  hazards  to  the  analyst,  this  means  that  the  sample  after 
irradiation  is  much  easier  to  work  with  than  in  other  analytical  methods. 

There  are,  of  course,  limitations  inherent  in  activation  analysis, 
as  with  any  other  method.  Since  we  have  chosen  gamma  ray  detection 
there  is  an  obvious  weakness  in  the  method;  some  activated  nuclei  do 
not  emit  gamma  rays.  If  this  is  the  situation,  another  method  must  be 
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utilized,  as,  for  example,  beta  ray  spectroscopy  or  direct  current  arc 
spectrographic  analysis  methods. 

Radioactive  nuclei  with  very  short  half  lives  may  become  highly 
active  very  quickly  and  die  away  to  insignificant,  sometimes  undetectable, 
activities  with  equal  rapidity*  At  times  nearly  complete  decay  may  occur 
before  any  detection  procedures  can  be  inaugurated.  On  the  other  hand, 
activated  nuclei  with  very  long  half  lives,  having  low  cross  sections, 
may  not  produce  sufficient  activity  to  be  detected  in  reasonable  irradi- 
ation times. 

The  method  often  is  hampered  by  the  bulk  material  activity  overriding 
the  trace  element  activity  in  a  given  sample.  Since  the  bulk  material 
is  normally  known  and  the  trace  element  is  that  which  it  is  desired  to 
determine, this  is  undesirable.  In  this  case, the  procedure  yielding 
maximum  sensitivity  must  be  determined  and  carried  out.  For  example, 
if  the  bulk  material  i3  composed  of  elements  having  low  cros3  section 
and  long  half  lives,  while  the  trace  elements  have  short  half  lives  and 
high  cross  sections,  the  sample  may  be  irradiated  for  a  3hort  period  and 
quickly  analyzed.   In  this  manner  the  trace  elements  are  detected  at 
near  full  activity  while  the  bulk  activity  is  as  yet  insignificant. 
Conversely,  if  the  bulk  is  of  short  half  life  with  high  cross  section  and 
the  trace  of  long  half  life  and  low  cross  section,  the  sample  may  be 
irradiated  for  a  long  period.  All  constituents  will  rise  to  high  activity, 
then  analysis  is  delayed  until  the  activity  of  the  bulk  material  dies  off. 
In  unfavorable  circumstances  the  bulk  and  trace  element  half  lives  and 
cross  sections  may  be  nearly  equal.  In  thi3  case  the  sample  can  be 
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irradiated  and  the  constituents  chemically  separated,  without  worry  as 
to  what  contaminants  have  been  added  in  the  separation  process. 

It  is  to  be  understood  that  atoms  can  be  detected  a3  individual 
elements  but  no  information  is  obtained  concerning  their  structural 
positions  within  compounds.  However,  knowing  the  percentage  composition 
of  a  sample  may  give  a  clue  as  to  what  compounds  are  present. 

At  the  present  time  the  applications  of  the  method  are  quite  wide 
and  the  outlook  for  the  future  is  for  further  broadening.  A  few 
applications  are  the  determination  of  trace  elements  in  alloys  and  metal3, 
drug3,  fertilizers,  food,  fuels,  glass,  lubricants,  minerals,  ores, 
paints,  plastics,  soil3,  and  water.  To  point  out  a  few  specific  applica- 
tions more  familiar  to  the  writer  the  following  are  mentioned: 

(a)  detection  of  trace  elements  in  jet  aircraft  fuel, 

(b)  determination  of  impurities  in  germanium  for  transistor  production, 

(c)  detection  of  pollution  of  river  water  and 

(d)  studies  of  the  trace  element  content  of  biological  specimens. 
It  was  in  regard  to  the  last  mentioned  area  that  the  present  project 

was  proposed.  There  are  studies  now  in  progress  [17]  which  concern  the 
analysis  of  cancerous  and  non-cancerous  tissue  as  to  trace  element  content. 
The  belief  is  that  a  thorough  study  along  these  lines  may  give  the  medical 
profession  new  insight  into  variations  in  biochemical  composition  of 
neoplastic  tissue.  Activation  analysis  and  gamma  ray  spectroscopy  seem 
well  adapted  for  making  this  study  [l&\   in  view  of  the  nature  of  the  trace 
elements  which  may  be  present. 
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CHAPTER  IV 
INSTRUMENTATION  FOR  NEUTRON  ACTIVATION  ANALYSIS 
THE  GAMMA  RAY  SPECTROMETER 
It  has  been  pointed  out  that  accurate  measurement  of  the  emitted 
gamma  ray  energies  and  the  activity  decay  characteristics  furnishes  data 
valuable  to  the  computation  of  the  composition  of  a  sample.  The  arrange- 
ment of  the  gamma  ray  radiations  of  a  sample  as  to  energy  level  and 
frequency  of  occurance  is  called  its  gamma  ray  spectrum.  The  system  of 
instrumentation  for  observing  this  spectrum  is  called  a  gamma  ray 
spectrometer.  The  principle  involved  is  that  of  a  scintillation  counter. 
For  the  spectrometer  to  do  its  job  adequately  it  must: 

(a)  convert  the  gamma  ray  energy  into  an  electric  pul3e  of  amplitude 
proportional  to  that  gamma  ray  energy, 

(b)  separate  the  signals  as  to  pulse  amplitudes, 

(c)  count  the  signal  pulses  in  the  separate  levels  and 

(d)  present  the  results  to  the  analyst  in  the  desired  form. 

A  general  instrumentation  system  which  will  accomplish  this  is  shown  in 
block  diagram  in  Figure  1.  The  individual  components  utilized  in  the 
instrumentation  will  be  explained  in  detail  in  the  remainder  of  this 
chapter. 
1.  CRYSTAL 

When  gamma  rays  pass  through  matter  they  interact  with  the  atoms 
which  make  up  that  matter.  Gamma  rays,  because  of  their  electromagnetic 
nature,  may  lose  energy  by  interactions  with  electrons  or  nuclei.  Certain 
liquids  and  crystals  have  the  property  of  giving  off  visual  scintillations 
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when  gamma  rays  pass  through  them. 

Phosphor  crystals  such  as  anthracene  and  Stilbene,  which  are 
organic  crystals,  and  Calcium  tungstate,  (CaWOi  ),  and  sodium  iodide 
activated  with  thallium,  Nal(Tl)  ,  which  are  inorganic,  are  often 
used  to  absorb  gamma  ray  energy.  These  crystals  will  absorb  incident 
gamma  rays  and  convert  their  electromagnetic  energy  into  flashes  of 
light.  The  intensity  of  these  flashes  under  favorable  conditions, 
will  be  proportional  to  the  energy  given  up  by  the  gamma  rays.  The 
choice  of  a  particular  crystal  depends  largely  upon  its  phosphor 
fluorescent  efficiency,  light  collection  efficiency,  cost,  and  certain 
other  physical  qualities. 

The  phosphor  fluorescent  efficiency  of  a  crystal  is  based  upon  its 

ability  to  3 top  gamma  rays  and  upon  the  number  of  light  photons  emitted 

for  a  given  gamma  ray  energy  absorbed.  When  a  beam  of  gamma  rays  falls 

upon  a  crystal  the  intensity  of  the  beam  decreases  with  depth  of 

penetration,  much  as  the  intensity  of  a  sunbeam  decreases  in  passing 

through  a  cloud  or  smoke.  As  the  beam  travels  a  distance,  dx,  through 

the  crystal  it  loses  intensity  by  the  amount  -dB  where  B  is  the  intensity 

of  the  beam  at  any  depth,  Bo  is  the  incident  intensity  and  y/.  is  the 

absorption  coefficient  of  the  crystal  material. 

dB  »  -  /tB  dx       (10)       [l9] 

integrating 

dB    =  _//.dx 
B 

In  B  s  -^  x-tC 
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evaluation  of  C,  when  x  =  0  and  B  :  Bq 

In  Dq  =  C 

gives  In  3   -  -ax 

3  =  B0e'/"-x         (11) 
Thus,  it  is  desirable  to  have  a  crystal  with  a  large  value  of  ul  30 
that  a  reasonable  sized  crystal  may  be  used.  On  the  bd.si3  of  this 
stopping  power  anthracene  can  be  eliminated  as  it  is  a  poor  absorber 
of  gamma  rays.  Stilbene  is  an  improvement  in  this  respect,  yet,  not 
quite  as  good  as  the  Nal(Tl)  or  CaWO,  crystals. 

The  number  of  photons  of  light  emitted  per  Mev  of  gamma  ray  energy 
absorbed  differs  considerably  for  various  crystals.  The  intensity  of 
the  light  must  be  such  that  it  will  show  above  the  photoraultiplier 
tube  noi3e.  The  three  crystals  remaining  are  satisfactory  in  this 
respect.  Stilbene,  however,  yields  only  about  a  third  the  light 
intensity  of  the  other  two  crystals. 

Another  stipulation  which  must  be  placed  upon  the  light  emitted 
by  the  crystal  is  that  it  be  of  such  a  wave  length  that  it  will  stimulate 
the  photosensitive  cathode  of  the  photomultiplier.  This  criterion  i3 
fulfilled  by  the  three  crystals  named  above  [18 j  . 

The  emitted  light  also,  must  not  be  self  absorbed  within  the 
crystal.  Nal(Tl)  and  Ca.^0,  crystals  emit  light  of  wave  lengths  in  the 
region  of  4000  a,  and  are  transparent  to  fluorescent  emissions  in  this 
same  range.  Of  the  three  crystals,  the  CaWO.. crystal  inflicts  the 
least  self  absorption  upon  its  emissions. 
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The  growth  and  finishing  of  crystals  is  a  complicated  and  expensive 
procedure.  Stilbene  is  brittle,  breaking  easily  under  shock.  CaWO,  is 
an  extremely  hard  jewel-like  crystal,  not  easily  worked.  These  traits 
add  to  the  difficulty  of  the  finishing  process  and  tend  to  make  the 
expenses  involved  prohibitive.  On  the  other  hand,  Nal(Tl)  is  easily 
cut,  readily  machinable  and  relatively  inexpensive. 

There  are  several  other  physical  characteristics  which  determine 
the  crystal  selection.  Stilbene  oxidizes  and  forms  a  cloudy  film.  Nal(Tl) 
is  deliquiscent  and  must  be  protected  from  air  and  moisture.  CaWO  is 
a  very  clear  crystal.  However,  while  the  other  two  crystals  have  short 
decay  times,  which  allow  the  light  from  one  pulse  to  fade  away  before 
the  next  occurs,  CaWO^  with  a  relatively  long  decay  time  Jl8~j  i3  just 
inside  the  maximum  useable  value. 

In  light  of  the  above  considerations,  a  Nal(Tl)  crystal  was  chosen 
for  use  with  the  spectrometer.  The  crystal  and  container  were  produced 
by  the  Harshaw  Chemical  Company  and  their  general  configuration  is  shown 
in  Figure  2.  The  glass  seal  toward  the  tube  allows  the  photomultiplier 
to  see  the  light  flashes.  The  magnesium  oxide,  MgO,  coating  acts  as 
a  reflector  for  light  attempting  to  leave  in  any  undesired  direction, 
channeling  all  light  toward  the  photomultiplier  tube.  The  container  was 
evacuated  to  protect  the  crystal  from  air  and  moisture.  The  well  allows 
the  sample  to  be  placed  within  the  crystal  for  more  efficient  gamma  ray 
gathering  and  the  thick  aluminum  around  the  well  shields  out  any  undesired 
alpha  and  beta  radiations.  The  characteristics  of  an  Nal(Tl)  crystal, 
that  is ,  absorption  coefficient  for  various  gamma  ray  energies  and  source 
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Figure  2.  Sketch  of  Nal(Tl)  crystal  and  container 
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distances,  wave  length  of  light  emitted,  efficiency  with  various  energy- 
gamma  ray3,  decay  time  of  light  pulse,  etc.  are  available  in  the 
literature  [llj  • 

A  gamma  ray,  as  previously  mentioned,  will  have  a  discrete  amount 
of  energy  associated  with  it.  This  energy,  E,  which  a  gamma  ray 
possesses  i3  proportional  to  its  frequency,  t-'  ,  the  constant  of  proportion- 
ality,  h,  being  Planck's  constant  (hs6.624  x  10     joule -s econds ) . 

E  r  hz/         (12)        [7] 

i 

A  gamma  ray  of  discrete  energy  is  sometimes  called  a  quantum  of 
electromagnetic  radiation.  A  gamma  ray  may  lose  it3  associated  energy 
in  one  of  three  basic  ways.  The  three  ways  are: 

(a)  photoelectric  effect, 

(b)  pair  production  and 

(c)  scattering  or  Compton  effect. 

In  the  photoelectric  effect  each  gamma  ray  gives  up  all  its  energy 
to  an  electron  which  is  bound  to  a  nucleus.  With  the  energy  thus  gained 
the  electron  escapes  its  bonds.  A  part  of  the  energy  is  dissipated 
during  the  escape  process,  the  remainder  appears  as  the  kinetic  energy 
of  the  electron.  This  escaped  electron  is  called  a  photoelectron.  The 
photoelectron  loses  its  energy  by  collision  with  other  electrons  still 
associated  with  the  phosphor  crystal  causing  them  to  give  off  flashes 
of  ligh.  The  flashes  have  an  intensity  proportional  to  the  gamma  ray 
energy  absorbed.  A3  the  energy  spectrum  is  scanned,  counts  of  activity 
(peaks)  are  obtained  only  at  these  energy  levels  and  the  sums  of  these 
energy  levels  and  nowhere  else.  The  sum3  are  included  since  for  each 
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disintegration  more  than  one  energy  gamma  ray  may  be  emitted  and  the 
photomultiplier  may  sometimes  see  the  two  or  more  scintillations 
simultaneously  and  not  be  able  to  differentiate  between  them.  In  this 
coincidence  case,  the  spectrometer  sees  the  two  light  flashes  as  one, 
with  an  associated  energy  which  i3  the  sum  of  the  two.  The  peak  thus 
obtained  is  called  the  summation  peak.  As  an  illustration,  U3ing  a 
Co   standard,  with  gamma  ray  energies  of  1.17  Mev  and  1.33  Mev  the 
summation  peak  would  appear  at  2.50  Mev.  Considering  only  the  photo- 
electric effect  the  spectrum  would  appear  as  in  Figure  3a. 

Pair  production,  in  which  the  gamma  ray  energy  is  converted  into 
an  electron  and  a  positron,  requires  gamma  rays  of  energy  greater  than 
1  Mev.  Here  energy,  E,  is  transformed  into  mass,  m,  and  by  Einstein's 

equation  this  requires 

.2 


E  =  mc^        (13)        [7] 


where  c  is  the  velocity  of  light  in  a  vacuum  (c  =  3  x  10  meters/second). 
The  creation  of  each  of  the  masses,  the  positron  and  electron  (negatron) 
requires  approximately  0.5  Mev,  therefore  the  combined  transformation 
demands  one  Mev  of  energy.  Any  excess  of  energy  would  be  divided 
between  the  electron  and  positron  as  increased  kinetic  energy.  The 
kinetic  energy  of  the  electron  and  positron  is  absorbed  in  the  usual 
manner.  As  the  positron  comes  to  rest  it  combines  with  a  nearby  electron 
resulting  in  the  annihilation  of  the  two  mass  particles  and  the  liberation 
of  two  0.5  Mev  gamma  rays.  These  gamma  ray3,  in  turn,  may  escape  from  the 
crystal  or  be  absorbed  in  it.  In  this  manner  two  peaks  are  obtained;  one 
at  0.5  Mev,  if  one  of  the  gamma  rays  escaped,  and  one  at  1  Mev,  if  neither 


24 


t&u 


V\r-K 

•     • 


2  1 

Shergy  in  Mev 

Ja.     Gamma  ray  spectrum,  photoelectric 
effect 


o 

CO 

-P 


o 
o 

c 

•H 


•H 
-P 
O 


<r\i-l 


2  1 

&iergy  in  Mev 

3b.  Gamma  ray  spectrum,  pair 
production 


p-\tr- 


o 
ID 

CO 


■  03 
■P 


O 

o 


■P 
O 


CO 


CO 

-p. 


•p 


•H 

O 

<* 


2  1  ( 

Ehergy  in  Mev 

Ic.  Gamma  ray  spectrum,  Compton  effect 


2  1 

-* —       Energy  in  Mev 

3d.  Gamma  ray  spectrum,  combined 
effects 


25 


escaped  (provided  there  was  no  additional  gamma  energy  which  had  been 
converted  into  kinetic  energy).  If,  a3  is  the  case  with  Co  ,  there 
is  additional  energy  (1.17  Mev  and  1.33  Mev  instead  of  1  Mev)  the 
additional  energy  would  be  absorbed  in  stopping  the  electron  and  positron. 
Peaks  will  therefore  occur  at  1.33  Mev,  0.83  Mev  and  0.33  Mev  and  1.17  Mev, 
0.67  Mev  and  0.17  Mev  depending  upon  whether  neither,  one  or  both  gamma 
ray3  of  0.5  Mev  escape  crystal  absorption.  Thi3  is  demonstrated  in 
Figure  3b. 

Scattering  or  Compton  effect  is  a  process  in  which  gamma  rays, 
instead  of  being  absorbed,  are  diverted  from  their  original  direction 
by  collisions  with  electrons.  In  this  type  interraction  the  total  energy 
and  momentum  remains  constant.  An  electron,  which  deflects  a  gamma  ray, 
picks  up  the  energy  lost  by  the  gamma  ray.  The  gamma  ray  loses  energy 
by  changing  frequency.  The  energy  transferred  from  the  gamma  ray  to 
the  electron  varies  from  nearly  zero  to  almost  the  total  energy 
possessed  by  the  gamma  ray.  It  is  evident  then  that  this  type  process 
will  produce  pulses  distributed  throughout  the  energy  spectrum.  Somewhere 
between  zero  and  180  ,  the  angle  of  predominant  deflections  will  occur. 
The  energy  loss  of  the  gamma  ray  at  thi3  angle  will  depend  on  its 
original  energy.  The  peak  associated  with  thi3  scattering  angle  is 
called  the  Compton  peak.  This  condition  for  Co   appears  in  Figure  3c 

Unfortunately  all  three  of  these  processes  occur  in  a  given 
spectrum,  the  result  appearing  as  in  Figure  3d.  The  useful  identifying 
peaks  are  obtained  via  the  photoelectric  effect  and  pair  production 
processes.  They  appear  above  the  background  caused  by  the  scattering 
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process. 

It  must  be  borne  in  mind  that  Figure  3  is  used  only  as  a  visual 

aid  and  is  not  presented  a3  entirely  accurate.  For  instance,  the  peaks 

60 
of  the  Co   curve  may  or  may  not  be  of  the  same  height,  that  is  the 

same  number  of  counts.  The  number  of  counts  depends  upon  the  efficiency 

of  the  crystal  at  the  different  energy  levels  being  counted.  Then  too, 

the  summation  peak  may  not  appear,  or  may  appear  with  many  less  counts 

than  portrayed,  depending  on  the  ability  of  the  spectrometer  in  separating 

two  near  simultaneous  light  flashes.  The  Compton  effect  may  not  have  a 

distribution  exactly  as  shown.,  It  is  believed  that  the  figure  is  of 

enough  value  in  following  the  written  explanation  that  it  i3  included 

here  • 

Figure  4a  is  a  photograph  of  results  obtained  by  scanning  the  gamma 

60 
ray  spectrum  of  a  Co   sample.  The  photoelectric  peaks  and  the  Compton 

background  are  clearly  evident  in  the  photograph.  The  pulses  occuring 

at  near  zero  energy  level  can  most  probably  be  attributed  to  noise 

introduced  by  the  various  electronic  components.  Figure  4b  is  'a 

137    137 
spectrogram  of  Cs   .  C3    emits  gamma  rays  of  only  one  energy,  that 

being  0.66  Mev.  In  Figure  4b  the  0.66  Mev  peak  is  apparent  as  is  the 

Compton  peak  and  background.  Notice,  too,  how  abruptly  the  spectrum 

drops  off  after  the  photoelectric  peak,  just  as  it  did  after  the  summation 

peak  for  Co   in  Figure  4a. 

2.  MULTIPLIER  PHOTOTUBE 

A  multiplier  phototube  is  a  phototube  which  incorporates  within 

it  an  electron  multiplier.  For  the  spectrometer  a  DuMont  type  6364 
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multiplier  phototube  is  used.   This  tube  has  a  large  photosensitive 
surface,  the  cesium-antimony  cathode,  and  can  be  coupled  to  the 
crystal  in  such  a  manner  that  only  one  tube  i3  needed  to  see  the  entire 
crystal.  Actually  the  face  of  the  tube  is  5t  inches  in  diameter  and 
its  window  i3  4  3/l6  inches.  These  dimensions  are  too  large  for  the 
tube  to  fit  in  the  shallow  crystal  well,  adjacent  to  the  glass  window 
of  the  crystal  housing,  which  would  be  the  ideal  situation.  A  plexiglass 
plug  was  fashioned  for  the  well  so  that  the  photomultiplier  tube  had  a 
smooth  surface  to  rest  against.  Between  the  photomultiplier  and  plexi- 
glass surface  was  placed  a  film  of  fluid  Silicon,  Dow  Coming  200  Fluid. 
The  function  could  have  been  accomplished  using  smaller  tubes  coupled 
through  light  pipes  so  a3  to  view  the  entire  crystal.  However,  light 
pipe  coupling  may  cause  loss  of  resolution.  A  factor  favoring  the  use 
of  a  large  photomultiplier,  such  as  the  6364*  over  smaller  ones  was 
the  larger  physical  separation  between  anode  and  photocathode,  tending 
to  lower  leakage  currents  because  of  the  longer  leakage  paths  in  the 
tube.  Lower  leakage  currents  giving  an  improvement  in  signal-to-noise 
ratio.  The  location  of  the  photocathode  is  also  a  favorable  factor  in 
the  6364*  Some  phototubes  have  the  photosensitive  element  located 
centrally  within  the  tube  and  their  light  geometry  is  poor.  The  photo- 
cathode of  the  6364  is  at  the  face  of  the  tube  and  the  resulting  light 
geometry  is  the  best  possible  for  viewing  the  crystal.  Uniformity  of 
cathode  sensitivity  is  obviously  essential.  Any  portion  of  the  cathode 
picking  up  a  flash  from  the  crystal  must  release  a  number  of  electrons 
proportional  to  the  flash  intensity  and  the  factor  of  proportionality 
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must  be  constant  over  the  cathode  surface.  A  schematic  diagram  of  the 
photomultiplier  appears  in  Figure  5  and  may  be  helpful  in  following  the 
functioning  of  the  tube.  A  photograph  of  the  tube  is  included  in 
Figure  6,  the  tube  appears  here  half  3ize. 

The  cathode  pin  14,  sees  a  low  intensity  light  flash  in  the  crystal 
and  it  frees  a  number  of  electrons.  The  number  of  electrons  freed  are 
proportional  to  the  intensity  of  the  light  pulse,  therefore,  also 
proportional  to  the  gamma  ray  energy  causing  the  pulse.  The  liberated 
electrons  are  focused  by  the  electrostatic  field  associated  with  the 
shield,  pin  13,  onto  dynode  /£L.  The  shield  has  two  additional  functions. 
It  shields  the  cathode  region  from  the  dynode  electrostatic  fields  and 
protects  the  photocathode  from  positive  ion  bombardment.  The  electrons 
falling  on  dynode  r/1  cause  secondary  emission  and  many  more  electrons 
leave  dynode  #1  than  impinged  upon  it.  This  amplification  is  repeated 
in  each  successive  stage  and  is  determined  by  the  kinetic  energy  of  the 
electrons  as  they  strike  the  dynode,  which  in  turn  is  controlled  by  the 
voltage  between  dynode  3tages.  The  overall  amplification  of  the  tube  is 
the  product  of  the  amplifications  of  each  3tage  and  is  of  the  order  of 
10  .  The  electrons  emitted  from  the  final  stage,  dynode  #10,  are 
collected  by  the  anode,  pin  11,  and  they  constitute  the  output  current 
of  the  phototube. 

Individual  photomultiplier  tubes  differ  in  their  inherent  noise 
and  in  their  ability  to  resolve  gamma  ray  energy  peaks.   (In  gamma  ray 
spectroscopy  the  measure  of  resolution  is  taken  a3  the  ratio  of  the 
width,  measured  in  energy  units,  of  a  peak  at  half  its  height  to  the 
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mean  energy  of  the  peak).   For  opttmura  sensitivity  each  tube  should 
be  tested  for  noise  and  resolving  power  before  being  put  to  use  in  a 
spectrometer. 

The  main  causes  of  noise  in  a  photoraultiplier  tube  are  thermal 

current  and  positive  ion  feedback  current.  Theoretically,  the  thermal 

o 

noise  could  be  eliminated  by  bringing  the  tube  to  0  K  which,  of  course, 

is  impossible.  In  the  present  system,  cooling  the  tube  is  not  necessary, 
since  the  total  noise  of  the  phototube  is  below  that  of  any  of  the  other 
electronic  components.  The  effects  of  thermal  and  positive  ion  feedback 

currents  were  not  separated  because  of  the  unavailability  of  equipment 

o     r  "i 
for  cooling  the  tube  to,  say  113  K.   I  k  \    The  overall  noise  of  the 

photoraultiplier  was  obscured  by  noise  from  other  sources  while  the 

voltage  applied  to  the  tube  remained  at  normal  values.  At  a  level  of 

1700  volts  on  the  tube,  phototube  noise  was  measurable  above  the  noise 

of  other  electronic  components  at  .00006  volts  at  the  photomultiplier 

output  terminals  and  continued  to  rise  as  the  voltage  was  increased. 

The  resolving  ability  of  a  tube  seems  to  be  more  a  characteristic 

of  the  individual  tube  than  of  the  voltage  distribution  placed  on  the 

tubes.  Of  three  tubes  tested,  all  were  able  to  resolve  the  standard 

Co   peaks,  however,  two  were  better  than  the  third.  The  resolution 

of  a  tube  is  actually  closely  related  to  the  noise  introduced  by  the 

tube.  If  the  background  noise  level  is  high,  the  sharp  energy  lines 

broaden  Into  hump  type  peaks  and  the  ability  to  differentiate  between 

peak3  occurring  closely  together  is  lessened.  Thus  a  lowering  of  the 

noise  level  in  general  improves  resolution,  The  focusing  of  the  electron 
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beam,  it  would  seem,  would  also  affect  the  resolution.  The  focusing  of 
the  beam  is  largely  controlled  by  the  electrostatic  fields  associated 
with  the  dynodes,  thus  with  their  shape.  The  dynode  shapes  are  fixed  as 
manufactured.  The  only  indication  as  to  the  effect  of  focusing  on 
resolution  is  available  in  changing  the  potential  upon  the  3hield.  At 
either  extreme,  that  is,  with  the  shield  at  cathode  or  dynode  #1 
potential,  there  is  a  definite  lessening  in  resolution.  In  the  recommended 
operating  range,  with  shield  at  10$  to  1+0%  of  the  potential  between 
photocathode  and  dynode  jfl,   the  effect  of  varying  shield  potential  upon 
resolution  was  imperceptible. 

The  photocathode  is  designed  to  be  sensitive  to  light  pulses  of 
low  intensity,  therefore,  it  must  be  shielded  from  light  of  normal  intensity. 
If  exposed  to  intense  light  the  multiplication  characteristics  of  the  tube 
will  change  temporarily.  It  is  also  desirable  to  shield  the  tube  from 
external  magnetic  and  electrostatic  fields  and  to  shield  the  crystal  from 
undesired  radioactivity.  These  shielding  functions  are  accomplished  by 
placing  the  tube  and  crystal  in  an  aluminum  light  tight  container  and 
placing  the  whole  unit  in  a  lead  brick  cubicle. 

The  voltages  which  are  applied  to  the  photomultiplier  are  high, 
therefore  attention  should  be  given  to  the  generation  of  noise  in  the 
tube  socket.  A  socket  constructed  of  mica  filled  phenolic  is  adequate 
for  this  purpose.  The  bleeder  network  used  to  properly  distribute  the 
voltage  to  the  various  dynodes  must  be  chosen  in  light  of  the  high 
voltage  supply  current  available.  Large  valued  resistors  tend  to  be 
less  stable  and  to  contribute  more  noise.  If  lower  value  resistors  are 
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used  care  must  be  taken  that  generated  heat  can  be  dissipated  without 
raising  the  temperature  of  the  photomultiplier  tube.  The  bleeder  network 
is  shown  in  Figure  5»  It  is  an  external  network  connected  to  the  pin3 
as  illustrated. 

The  high  voltage  applied  to  the  tube  should  be  well  filtered  30 
that  noise  pulses, which  might  be  introduced  through  it,  will  not  find 
their  way  to  the  amplifier.  High  voltage  capacitors  can  be  U3ed  for 
this  purpose.  The  filtering  requirement  is  especially  stringent  where 
the  anode  is  at  a  high  positive  voltage  and  the  cathode  grounded. 
Conversely  when  the  cathode  is  at  high  negative  voltage  and  the  anode 
grounded  the  need  is  lessened  since  voltage  variations  will  affect  only 
photomultiplier  tube  gain  and  are  not  as  readily  transmitted  to  the 
amplifier.  For  this  reason  the  original  instrumentation  was  with 
negative  high  voltage  applied  to  the  cathode. 

In  view  of  the  high  gain  of  the  photomultiplier  it  is  necessary 
to  take  precautions  against  the  large  output  currents  having  any  influence 
on  the  initial  stages.  This  is  accomplished  by  decoupling  the  la3t  few 
stages  with  capacitors  in  parallel  with  the  bleeder  resistors. 

The  load  resistor  on  the  phototube  does  not  determine  the  phototube 
gain;  however  it  may  limit  the  amplitude  of  the  output  pulse.  The  light 
flashes  in  the  Nal(Tl)  crystal  have  a  rise  time  of  approximately  10~ 

seconds  and  decay  in  some  time  of  the  order  of  0.25  microseconds.  The 

_9 
output  current  of  the  phototube  rises  in  about  10   seconds  and  decays 

in  approximately  0.25  microseconds.  Thi3  current  pulse  appears  at  the 

anode.  The  annode  has  a  certain  output  capacitance  shunted  by  the 
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distributed  cable  capacitance  and  the  input  capacitance  of  the  next 
component  part.  Across  this  combined  capacitance  a  voltage  i3  built  up. 
The  load  resistor  i3  used  to  return  this  voltage  level  to  zero.  If  the 
decay  time  for  the  voltage  pulse  is  too  rapid  the  amplitude  of  the  pulse 
may  be  drastically  reduced,  if  the  decay  time  is  too  slow  the  next  pulse 
may  come  along  before  the  first  has  decayed.  Actually,  with  the  value 
of  resistance  chosen  there  is  an  integrating  action  at  the  phototube 
/output  terminals.  This  is  corrected  by  differentiating  the  pulse  later 
on  in  the  amplifier.  The  time  constant  should  be  approximately  two  or 
three  microseconds  long  in  order  to  accommodate  most  amplifiers  yet 
not  require  coincidence  correction  circuits  for  normal  counting  rates. 
3.  IMPEDANCE  MATCHING  CIRCUIT 

A  low  capacitance  cable  of  as  short  a  length  as  practicable  is 
recommended  for  connecting  the  photomultiplier  to  the  amplifier  f~5~| 
in  order  to  lower  the  attenuation  of  the  signal  as  much  as  possible. 
In  this  particular  system  the  crystal  phototube  assembly  could  not  be 
housed  in  the  room  which  contained  the  rest  of  the  spectrometer  for 
several  reasons.  One  reason  being  that  the  space  within  the  room  was 
not  adequate  for  placing  a  well  shielded  crystal  photomultiplier  unit 
in  close  proximity  to  the  rest  of  the  spectrometer  components.  Another 
reason  being  that  a  betatron  located  on  the  3ame  level  as  the  main 
portion  of  the  spectrometer  introduced  radiation  which  necessitated 
shielding  in  excess  of  that  normally  required.  Therefore,  the  crystal 
and  photomultiplier  were  placed  in  a  pit  one  floor  below  the  spectrometer 
proper  and  a  cable  and  two  pulse  transformers  were  U3ed  to  bring  the 
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signal  to  the  amplifier  with  minimum  attenuation. 

The  transformers  were  of  the  auto  type  and  were  designed  by  General 
Electric  personnel  for  this  specific  purpose.  The  function  of  the 
transformers  is  to  lower  the  effective  capacitance  of  the  cable  and  thus 
the  attenuation  of  the  output  pulse. 

The  transformers  were  of  a  10  to  1  turns  ratio,  step  down  from  the 
photomultiplier  to  the  cable  and  step  up  from  the  cable  to  the  amplifier. 
The  specifications  were  that  the  transformers  ^ere  to  be  U3ed  to  connect 
60  feet  of  RG  58/U  cable  of  28.5  uufd/foot  or  1710  uufd  total  capacitance 
to  the  output  capacitance  of  the  photomultiplier.  The  frequencies  to  be 
passed  ranged  from  250  kc  to  2  mc,  thus  the  output  impedance  of  the 
phototube  covered  from  approximately  6400  ohms  to  800  ohms. 

The  assembled  connecting  network  had  a  13  uufd  shunt  capacitance  as 
seen  from  the  high  3ide  and  the  output  pulses  reached  the  amplifier  without 
excessive  attenuation.  However  the  pulse  shapes  as  observed  at  the 
amplifier  output  indicated  an  undesirable  amount  of  distortion  which  was 
attributable  to  the  transformers.  Also,  in  order  to  obtain  the  desired 
pulse  amplitude  the  gain  of  the  photomultiplier  was  increased  by  using 
a  high  voltage  of  -1826  volts.  This  i3  above  the  voltage  at  which 
photomultiplier  tube  noi3e  becomes  noticeable. 
4.  AMPLIFIER 

The  remainder  of  the  equipment  consisted  of  commercially  produced 
components  and  descriptions  are  available  in  the  literature.  It  i3  felt, 
however,  that  the  functioning  of  the  amplifier  and  pulse  height  analyzer 
should  be  covered  in  order  to  describe  how  the  spectrum  is  processed  for 
analysis. 
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There  are  many  commercial  linear  pulse  amplifiers  on  the  market. 
The  type  chosen  for  use  in  the  spectrometer  should  have  sufficient 
gain  and  a  rise  time  short  enough  that  the  output  will  operate  the 
various  equipments  used  in  analyzing,  counting  and  regiatering  the3o 
pulses.  The  amplifier  should  be  noise  free  so  as  not  to  introduce 
counts  of  its  own.  The  amplifier  should  be  linear  over  the  expected 
output  range  so  as  to  avoid  the  necessity  of  calibration  curves. 

Several  useable  amplifiers  were  available  in  the  laboratory.  No 
one  amplifier  was  outstanding  in  all  respects  when  compared  to  the 
others.  A  final  compromise  was  made  in  favor  of  the  Atomic  Instrument 
Company,  Linear  Amplifier,  Model  2045,  mainly  because  of  its  nearly 
linear  characteristic  over  the  desired  output  range,  plus,  of  course, 
its  acceptability  with  respect  to  noise. 

A  schematic  diagram  of  the  amplifier  appears  in  Figure  14*  The 
output  pulse  from  the  driving  network  is  developed  across  a  potentiometer 
and  a  fixed  resistor.  The  potentiometer  is  a  fine  gain  adjustment 
controlled  by  a  dial  on  the  front  panel.  There  i3  also  a  coarse  gain 
control  determining  the  position  at  which  the  input  to  the  grid  of  the 
first  tube  is  taken  off  a  voltage  divider  network.  The  coarse  gain 
controls  the  amplitude  of  the  input  signal  in  steps  of  6  db. 

The  signal,  then, passes  through  differentiator  networks  determined 
by  the  "Rise  Time;l  dial  setting.  The  voltage  pulse  is  differentiated 
so  that  it  approximates  the  original  pulse.  The  short  time  differentiation 
limits  the  use  of  the  amplifier  for  slow  rising  pulses,  but  is  good  for 
gamma  ray  spectroscopy  in  that  the  rapid  recovery  time  allows  high 
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counting  rates  and  is  such  that  gamma  ray  background  will  not"pile  up" 
giving  large  pulse  outputs.  An  internal  switch  is  available  for  increas- 
ing the  coupling  capacitance  in  required  cases. 

From  the  coarse  gain  control  the  signal  is  supplied  to  the  main 
amplifier.  The  main  amplifier  is  composed  of  two  separate  three-3tage 
amplifiers,  each  with  its  own  feed  back  loop.  The  compensation  is 
adjustable  on  both  loops.  The  first  stage  feedback  loop  compensation 
i3  ganged  so  that  it  changes  with  the  input  differentiator  network.  The 
3econd  stage  feedback  loop  can  boused  to  obtain  satisfactory  transient 
response. 

The  amplifier  will  take  either  positive  or  negative  input  pulses. 
Normally  a  positive  pulse  is  desired.  The  "Input  Polarity"  switch, 
located  on  the  front  panel,  can  be  used  so  that  the  input  to  the  second 
stage  will  be  taken  from  either  the  plate  or  cathode  of  the  output  tube 
of  the  first  stage  making  the  input  to  stage  two  always  positive,  thu3, 
giving  the  desired  positive  output. 

The  maximum  overall  gain  is  not  the  product  of  the  gain  of  each  of 
the  feedback  loops  but  rather  somewhat  lower  due  to  losses  contributed 
by  the  differentiator  and  the  output  cathode  follower.  The  output  is 
available  at  either  of  two  co-axial  cable  output  connectors  labelled 
"HIGH"  and  "LOW".  The  "LOW"  output  is  intended  to  drive  a  co-axial  cable 
with  a  maximum  signal  of  about  five  volts,  while  the  "HIGH"  will  deliver 
100  volt  signals  without  distortion. 

The  amplifier  ha3  a  300  volt  supply  which  is  well  regulated  . to 
minimize  gain  variation  and  ripple. 
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5.  PULSE  HEIGHT  ANALYZER 

The  pulse  height  analyzer  used  in  the  spectrometer  is  the  Atomic 
Instrument  Company,  Model  510,  consisting  of  an  expander  amplifier,  two 
discriminators,  and  an  anticoincidence  circuit.  The  pulse  height 
analyzer  scans  the  energy  spectrum,  counting  all  pulses  within  a 
differential  energy  band,  in  such  a  way  that  the  entire  energy  spectrum 
is  scanned  with  no  overlaps  or  skips. 

The  expander  amplifier  is  comprised  of  a  cathode  coupled  amplifier 
followed  by  a  series-connected  output  stage.  The  initial  tube  is  biased 
beyond  cutoff  by  a  voltage  developed'  across  a  potentiometer  controlled 
by  the  "BASE  LINE'1  dial  on  the  front  panel.  Any  signal  of  amplitude 
larger  than  this  base  line  bias  has  that  portion  of  it3  signal  which 
exceeds  the  base  line  amplified  by  a  factor  of  10.  The  amplified  output 
of  the  amplifier  expander  is  next  fed  to  two  discriminators. 

The  discriminators  employed  are  of  the  conventional  Schmitt  trigger 
circuit  type.  The  lower  level,  or  base  line,  discriminator  has  its 
triggering  level  set  so  that  a  5  volt  output  from  the  expander  amplifier 
will  cause  it  to  trigger.  This  5  volt  triggering  level  referred  back  to 
the  input  requires  a  signal  in  excess  of  the  base  line  bias  by  0.5  volt 
for  triggering  the  discriminator.  A  desirable  condition  would  be  one 
in  which  the  discriminator  triggered  for  any  input  exceeding  the  base 
line  no  matter  how  small  the  differential,  however  the  input  level  of 
0.5  volt  was  utilized  in  order  that  difficulties  due  to  discriminator 
hysteresis  might  be  avoided.  When  triggered,  the  lower  level  discriminator 
causes 
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a  positive  pulse  of  approximately  20  volt3  to  appear  at  the  plate  of 
the  output  tube.  The  upper  level,  or  channel  width,  discriminator  has 
its  triggering  level  set  above  that  of  the  lower  discriminator  as 
determined  by  a  potentiometer  controlled  by  the  front  panel  dial  marked 
"CHANNEL  /tflDTH".  The  difference  in  triggering  level  can  be  varied  from 
zero  to  100  volts.  Referred  back  to  the  input,  this  affords  effective 
channel  widths  ranging  from  zero  to  10  volts.  Again,  if  the  upper  level 
discriminator  is  triggered  an  output  pulse  of  approximately  20  volt3 
appears  at  the  plate  of  the  output  tube.  The  pulses  from  the  two  discrimi- 
nators are  sent  to  the  inputs  of  a  difference  amplifier  through  a 
coupling  network.  For  the  proper  functioning  of  the  difference  amplifier, 
output  signals  from  the  discriminators  should  be  of  the  duration  of  one 
microsecond  or  greater.  Difficulty  arises  here,  in  that  the  upper  level 
discriminator  may  be  measuring  the  top  of  a  high-amplitude  short-length 
pulse  and  its  output  may  not  be  of  the  required  length.  In  a  conventional 
Schmitt  circuit,  the  duration  of  the  input  and  the  output  poises  are 
nearly  equal.   Therefore  a  pulse  lengthening  feature  has  been  added  to 
the  circuitry  of  the  channel  width  discriminator.  The  base  line 
discriminator,  with  its  low  bias  level  and  relative  long  time  constant, 
acts  as  a  univibrator  with  an  output  pulse  of  sufficient  time  duration. 
The  amplitudes  of  the  two  discriminator  outputs  are  adjusted  to  be 
identical. 

In  the  anticoincidence  circuit  the  outputs  of  the  two  discriminators 
are  applied  to  the  two  grids  of  a  cathode  coupled  difference  d.mplifier. 
If  the  two  grids  have  identical  signals  applied,  no  output  is  derived 
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from  the  difference  amplifier.  If  only  one  grid  receives  a  signal,  and 
this  can  only  be  the  first  grid  receiving  a  signal  from  the  base  line 
discriminator,  the  output  taken  at  the  plate  of  the  second  tube  is  a 
negative  pulse.  The  output  pulse  can  be  adjusted  as  to  amplitude  by 
varying  the  plate  load  resistor. 

A3  the  gamma  ray  energy  spectrum  is  scanned,  there  is  an  indication 
of  the  presence  of  gamma  ray3  within  the  differential  energy  ranges.  If 
the  amplified  gamma  ray  energies  are  below  the  base  line  level,  neither 
discriminator  is  triggered  and  there  i3  no  output.  If  the  lower  level 
discriminator  is  triggered  but  not  the  upper,  then  the  gamma  ray  energy 
is  such  that  the  amplified  pulse  is  greater  than  the  base  line  voltage, 
but  less  than  the  base  line  voltage  plus  the  channel  width  voltage,  or 
in  other  words,  the  gamma  ray  lies  within  the  differential  energy  range 
just  scanned.  If  the  gamma  ray  energy  is  greater  than  the  value  of 
energy  for  either  boundary  of  the  differential  energy  range  both 
discriminators  trigger  and  the  difference  amplifier,  amplifying  the 
difference  between  the  two  identical  discriminators  outputs,  ha3  a  zero 
value  of  difference  to  amplify  and  no  output  appears  at  the  pulse  height 
analyzer  terminals, 
6.  ASSOCIATED  EQUIPMENT 

The  signal  has  been  traced  from  the  sample  through  the  pulse  height 
analyzer.  The  signal  out  of  the  pulse  height  analyzer  can  be  adjusted  to 
any  reasonable  desired  amplitude.  There  will  be  a  number  of  output  pulse3 
at  each  gamma  ray  energy  level  proportional  to  the  number  of  gamma  rays 
given  off  by  the  sample  at  that  corresponding  level.  By   counting  the 
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pulses  the  analyst  can  obtain  a  measure  of  the  activity  at  that  gamma 
ray  energy.  The  remainder  of  the  equipment  i3  used  to  facilitate  the 
counting  of  the  output  pulses  and  the  presentation  of  the  data  in  the 
desired  form. 

The  linear  count  rate  meter,  Mark  15,  Model  15,  produced  by  the 
Radiation  Counter  Laboratories,  Inc.,  Figure  1/*,  is  a  precision  counting 
rate  meter  designed  for  use  with  a  single  channel  differential  analyzer 
such  as  that  previously  described.  The  instrument  indicates  directly 
the  average  rate  of  occurrence  of  randomly  distributed  pulses  of  various 
wave  forms  and  amplitudes  on  a  front  panel  meter.  It  also  has  an  output 
connection  for  U3e  with  a  recorder.  The  full  scale  counting  ranges  can 
be  adjusted  to  meet  ordinary  requirements.  The  maximum  counting  range 
is  50,000  counts  per  second.  When  samples  give  a  low  number  of  counts 
per  second,  say  below  100  counts  per  second,  the  linear  count  rate  meter 
is  not  satisfactory  and  a  scaler  may  be  utilized  for  more  accuracy.  With 
low  counts  the  random  nature  of  the  counts  requires  that  a  long  time 
constant  be  placed  on  the  count  rate  meter,  making  it  difficult  to 
accurately  read  the  equilibrium  point  of  the  meter.  Provisions  for  this 
contingency  were  made  in  the  spectrometer  but  were  not  used  during  the 
course  of  this  project  and  are  not  covered  in  this  report. 

The  Minneapolis-Honeywell  Regulator  Company,  Type  153,  Electronik 
Recorder  was  used  as  the  recording  component  with  the  spectrometer.  The 
paper  upon  which  the  spectrum  is  recorded  is  driven  past  a  pen  by  a  roller 
and  gear  drive  arrangement.  The  rollers  can  be  stopped  and  any  desired 
reference  point  3et  as  the  zero  energy  level.  The  gears,  by  a  clutch 
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mechanism,  can  be  caused  to  drive  the  paper  and  a  potentiometer  according 
to  a  prearranged  ratio.  The  potentiometer  is  a  50  k  ohm  potentiometer 
which  by  means  of  a  switch,  can  be  substituted  for  the  50  k  ohm 
potentiometer  controlling  the  base  line  in  the  pulse  height  analyzer. 
As  the  base  line  moves,  the  channel  width  potentiometer  keeps  the 
desired  separation  between  the  triggering  levels1  of  the  lower  and  upper 
level  discriminators.  In  this  way  the  energy  spectrum  is  scanned.  The 
distance  along  the  time  axis  on  the  chart  paper  i3  proportional  to  gamma 
ray  energy.  The  position  of  the  pen  carrier  along  a  line  parallel  to 
the  roller  axis  and  contacting  the  paper  at  the  roller  surface  i3 
determined  by  the  output  of  "the  linear  count  rate  meter.  Thu3,  a  mark 
is  made  on  the  paper  at  a  point  corresponding  to  the  gamma  ray  energy 
and  the  number  of  counts  per  unit  time.  By  recording  pertinent  data, 
the  analyst  can  compute  the  proportionality  and  thus  analyze  the 
spectrogram  presented  by  the  recorder.  Spectrograms  as  presented  by 
the  recorder  are  shown  in  Figures  4a  and  4b. 

A  Tektronix  Cathode  Ray  Oscilloscope,  Type  511  AD  was  utilized  in 
monitoring  the  output  of  the  amplifier.  From  the  trace,  a3  seen  on  the 
oscilloscope  face,  information  can  be  obtained  as  to  pulse  3hape,  pulse 
amplitude  and  resolution.  Figures  7a  and  7b  are  reproductions  of  Polaroid 
pictures  of  oscillographs  of  Co   and  C3   .  In  the  Co°  oscillograph 
one  vertical  division  is  equivalent  to  10  volts  or  one  Mev,  one  horizontal 
division  equals  one  microsecond.  The  two  gamma  ray  energy  pulses  at 
1.17  Mev  and  1.332  Mev  and  their  summation  pulse  at  2.502  Mev  are  apparent, 
as  are  the  less  intense  Coinpton  pulses  ranging  from  the  summations  peak 
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137 
down  to  zero  energy.  In  the  Cs    oscillograph  one  vertical  division 

corresponds  to  five  volt3  or  0.5  Mev  and  one  horizontal  division,  again, 

equals  one  microsecond.  The  pulse  from  only  one  gamma  ray  is  apparent  at 

0.66  Mev  with  the  less  intense  Compton  peaks  ranging  down  to  zero. 

Figure  8  is  a  photograph  of  the  spectrometer  assembly  including  the 

amplifier,  pulse  height  analyzer,  linear  count  rate  meter,  oscilloscope 

and  recorder  located  on  the  upper  level. 
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CHAPTER  V 

DRIFT  IN  THE  GAMMA  RAY 

SPECTROMETER 

The  drift  which  appeared  in  the  gamma  ray  spectrometer  consisted 
of  an  undesired  displacement  of  the  counting  peak3  in  the  energy  spectrum. 
For  accuracy  and  expediency  in  analyzing  the  scans  of  gamma  ray  spectra, 
it  is  desirable  to  have  a  spectrometer  system  in  which  a  standard  or 
several  standard  energy  lines  can  be  initially  calibrated  and  set  into 
the  system  and  not  change  over  the  period  of  time  during  which  a  sample 
is  being  analyzed.  If  the  standard  energy  lines  remain  stationary  and 
if  a  convenient  scale  is  chosen  during  calibration,  the  gamma  ray  energies 
of  the  sample  can  be  read  directly  from  the  spectrogram  obtained.  With  a 
constant  reference  point,  valuable  time  is  not  lost  in  recalibration 
procedures  between  runs.  With  no  recalibration  necessary  the  operating 
conditions  for  the  various  electronic  components  remain  unchanged  and 
data  is  more  consistent. 

The  drift  problem  encountered  in  the  spectrometer  described  can  best 
be  illustrated  by  citing  data  obtained  over  a  period  of  time  (approximately 
39  hours).  A  Co   sample  was  placed  in  the  crystal  and  left  there  through- 
out this  phase.  The  high  voltage  was  set  during  the  initial  calibration 
and  undisturbed  thereafter,  as  were  all  other  dial  settings  on  electronic 


components.  Thus  the  only  obvious  variables  were  time  and  temperature. 
The  Co   gamma  ray  energy  spectrum  was  scanned  at  random  intervals 
throughout  the  period.  The  shift  of  the  1.172  Mev  and  1.332  Mev  gamma  ray 
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peaks  was  taken  as  the  measure  of  drift  in  the  system.  The  two  peaks 
followed  the  same  drift  pattern  in  general,  however  there  are  discrepancies 
in  the  drift  of  the  two  if  one  looks  very  carefully.  Thu3,  there  is 
evidence  of  drift  taking  place  in  the  few  seconds  required  to  scan  the 
portion  of  the  spectrum  between  the  1.172  Mev  and  1.332  Mev  energy  levels. 
The  data  is  tabulated  in  Table  1  and  appears  in  graphical  form  in  Figure  9. 
During  the  period  of  observation  recorded  in  Table  1  and  Figure  9  the  drift 
did  not  go  to  it3  extremes  as  observed  by  the  writer.  At  one  time,  within 
a  four  hour  period  after  calibration,  the  1.172  Mev  peak  was  observed  to 
drift  down  to  a  position  at  0.93  Mev.  The  drift  error  at  times,  then,  may 
reach  magnitudes  of  approximately  20$. 

It  i3  apparent  that  the  drift  of  the  spectrometer  is  neither  consistent 
nor  predictable.  The  erratic  characteristic  of  the  drift  makes  it  even 
more  undesirable.  One  can  not  be  sure,  even  if  the  scan  is  made  immediately 
after  calibration,  that  a  gamma  ray  energy  peak  will  fall  in  its  proper 
position  on  the  spectrogram. 

An  analysis,  by  neutron  activation  methods,  of  a  sample  containing 
many  trace  elements  would,  normally,  furnish  a  gamma  ray  energy  spectrum 
with  peaks  fairly  densely  scattered  throughout.  As  an  example,  studies 
of  the  trace  element  content  of  various  biological  tissues  would  entail 
analysis  for  some  50  elements  [21 J  whose  associated  gamma  ray  energies  lie 
in  close  proximity  in  many  instances.  This  sort  of  analysis  would  be  very 
difficult  if  the  proportionality  between  the  time  axis  and  the  gamma  ray 
energies  were  not  maintained.  An  effort  to  eliminate  drift  from  the 
system  led  to  modifications  of  the  spectrometer  as  described  in  the 
following  chapter.  '' 
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15 


1.18 


0.855 


1.33 


0.758 


965 


1.12 


-4.270 


1.28 


-3.032 


990 


1.14 


-2.565 


1.29 


-2.274 


1020 


1.13 


-3.420 


1.26 


-4.550 


1050 


1.03 


-11.980 


1.16 


-12.110 


1080 


1.06 


-9.400 


1.19 


-9.850 


1110 


1.08 


-7.680 


1.22 


-7.580 


1140 


1.12 


-4.270 


1.27 


-3.790 


1170 


1.18 


0.855 


1.33 


0.758 


1200 


1.18 


0.855 


1.33 


0.758 


1380 


1.19 


1.710 


1.34 


1.515 


2405 


1.12 


-4.270 


1.27 


-3.790 


Table  1.  Tabulation  of  data  for  the  determination  of  drift 
in  the  gamma-ray  spectrometer. 
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CHAPTER  VI 
ELIMINATION  OF  DRIFT  IN  THE  GAMMA  RAY  SPECTROMETER 

In  Chapter  IV  it  was  noted  that  all  electronic  units,  3uch  as  the 
photomultiplier,  power  supply,  amplifier,  etc...  were  tested  for  any 
obvious  detrimental  effects  which  they  might  contribute  to  the  system 
as  a  whole,  before  being  adopted  for  use.  These  effects  were  mainly 
non-linearities  and  excessive  noise.  Where  possible,  noise  was  eliminated 
or  reduced.  For  example,  when  hum,  microphonics,  extraneous  transient 
pickup,  or  noise  from  defective  components  was  the  source  of  noise,  it 
was  possible  to  alleviate  the  situation.  Noises  such  as  resistor  noise, 
grid  current  noise  and  shot-effect  noise  within  the  amplifier  were  found 
to  be  the  final  determining  factors  for  signal-to-noise  ratio  during 
normal  operation,  and  a  combination  of  positive  ion  feedback  and  thermal 
noi3e  within  the  phototube  at  higher  voltage  operation.  The  circuits  for 
use  within  the  spectrometer  were  chosen  then  on  the  basis  of  their  near 
linear  performance  and  minimum  noise  contribution.  In  light  of  the  data 
presented  in  Chapter  V  it  becomes  essential  to  reevaluate  the  electronic 
units  in  terms  of  their  drift  stability. 

Because  a  reliable  pulse  amplifier  was  essential  to  the  testing 
procedure  for  other  equipment,  it  was  the  first  to  be  examined.  Routine 
gain  stability  tests  covering  a  period  of  26  hours  were  performed.  During 
the  tests,  11  values  of  output,  covering  the  expected  range  of  output 
pulses  (0  to  50  volts)  from  the  amplifier  were  observed.   The  characteristics 
of  the  amplifier  were  such  that  less  than  0.5$  drift  occurred  during  the 
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period.  The  deviation  from  linearity  during  the  testa  wa3  on  the  order 
of  k%»     Thus  the  pulse  amplifier,  while  not  the  cause  of  the  drift, 
seemed  to  be  the  main  contributor  to  nonlinearity  in  the  spectrometer. 
Possibly  the  linearity  problem  could  be  improved  by  a  more  suitable 
choice  of  operating  points,  however,  this  nonlinearity  wa3  not  the  main 
culprit  at  this  stage,  and  it  was  decided  to  extend  the  investigation 
on  drift. 

The  pulse  height  analyzer,  linear  count  rate  meter,  and  the 
recorder  were  tested  as  one  unit.  A  precision  pulse  generator  was  used 
to  feed  a  signal  through  the  pulse  amplifier  into  the  remainder  of  the 
circuit.  At  first  some  rather  surprising  results  were  obtained.  However, 
these  discrepancies  were  traced  to  misalignment  of  the  pulse  height 
analyzer.  Following  the  alignment  procedure  as  set  forth  in  the  instruc- 
tion manuals  for  the  equipment,  the  units  were  realigned  and  recalibrated 
where  necessary.  The  range  of  expected  inputs  to  the  pulse  height  analyzer 
(same  as  the  pulse  amplifier  output  range)  wa3  covered  by  using  three  pulse 
amplitudes,  one  at  either  extreme  and  one  in  the  middle  of  the  range.  At 
various  intervals  during  a  48  hour  period  the  base  line  of  the  recorder 
was  set  at  zero  and  the  pulse  amplitudes  observed.  A  given  input  pulse 
as  recorded  on  the  chart  varied  les3  than  1%   from  the  position  originally 
calibrated.  Actually  1%   is  an  error  which  could  easily  be  expected  as 
inherent  in  the  zero  calibration  of  the  recorder  and  the  setting  of  the 
pulse  amplitudes  in  the  pul3e  generator.  These  components  were  not  the 
source  of  drift  and  thi3  te3t  gave  a  further  check  on  the  reliability  of 
the  pulse  amplifier. 
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Three  units  remained  to  be  te3ted,  the  Nal(TC)  crystal,  the 
multiplier  phototube,  and  the  power  supply  for  the  phototube.  The 
crystal  has  its  characteristic  inaccuracies  but  these  are  mainly  connected 
with  a  dropping  away  from  linearity  when  detecting  heavier  particles  and 
the  deliquescent  nature  of  the  crystal,  For  detecting  gamma  rays  the 
crystal  is  quite  linear  and  the  method  of  packing  devised  by  Harshaw 
Company  has  kept  the  crystal  free  from  any  evident  deterioration  due  to 
deliquescence.  The  deterioration  could  cause  a  change  in  the  conversion 
efficiency,  (gamma  ray  energy-to-light  pulses),  but  thi3  would  be  a  very 
slow  type  of  drift,  always  in  a  given  direction,  as  opposed  to  the 
transient  unpredictable  drift  which  it  is  desired  to  correct. 

The  power  supply,  a  3eva  Laboratories,  Model  302,  2.6  kilovolt 
power  supply  for  the  photomultiplier  was  tested  by  observing  the  voltage 
across  a  1013  ohm  precision  resistor  monitor  provided  in  the  voltage 
divider  network.  This  voltage  was  used  as  one  leg  of  a  bridge,  the 
other  being  the  voltage  across  a  1.01302  volt,  .Veston  Standard  Cell  with 
a  suitable  voltage  divider  network.  A  galvanometer  with  a  sensitivity  of 
0.077  microamperes  per  division  was  the  null  reading  meter  (no  current 
flow  between  the  two  points,  no  voltage  differential)  in  the  third  leg. 
The  power  supply  was  monitored  for  18  hours  and  the  maximum  drift  was 
0.757£»  Thi3  took  place  immediately  after  turning  on  the  power  supply. 
After  an  initial  period  of  20  minutes  the  maximum  drift  was  0.079$. 

The  effects  of  voltage  variation  on  pulse  height  amplitude  were 
next  examined.  A  change  of  high  voltage  of  1.08$  was  observed  to  cause 
a  drift  of  6.5-.  If  the  power  supply  is  given  adequate  time  to  warm  up 
(it  normally  is  left  on  continuously,  without  high  voltage  being  applied 
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to  the  photocell)  the  maximum  shift  in  pulse  amplitude  would  be  of  the 
order  of  0.475/&'.  Therefore  we  conclude  that  power  supply  stability- 
characteristics  are  satisfactory. 

The  multiplier  phototube  was  the  last  of  the  system  to  be  tested, 
and  it  would  seem,  by  a  process  of  elimination,  the  offending  unit  had 
been  isolated.  Tests  were  run  with  the  tube  picking  up  the  scintillations 
caused  by  the  Co   gamma  rays.  The  Co   sample  was  placed  in  the  crystal 
well  and  the  tube  was  coupled  in  the  normal  manner.  The  power  supply 
was  connected  in  the  usual  fashion  and  the  peaks  were  observed  to  drift 
unpredictably,  the  maximum  drift  being  about  20$. 

The  phototube  was  being  operated  in  this  case  at-1826  volts,  which 
is  at  the  upper  limit  specified  by  the  manufacturer.  If  this  voltage  is 
applied  directly  to  the  bleeder  network  the  voltage  between  dynode  stages 
is  approximately  131  volts  and  between  photocathode  and  dynode  #10  is 
522  volts.  This  interdynode  potential  should,  according  to  the  specifi- 
cations, give  an  overall  current  amplification  of  about  1.6  x  10  which 
is  a  relatively  high  gain. 

A  major  disadvantage  of  photoraultiplier  tubes,  in  general,  lies  in 
the  fact  that  the  secondary  emission  ratio  is  not  an  absolute  constant. 
When  the  accelerating  voltage  of  primary  electrons  i3  increased,  the 
secondary  emission  ratio  increases  to  a  certain  point  and  then  decreases 
again.  This  phenomenon  occurs  because  at  low  primary  energies  the  energy 
available  for  excitation  is  low  and  the  yield  of  secondary  electrons  is 
thus  low j  at  very  high  primary  energies  the  primary  electron  does  most 
of  its  ionizing  after  it  has  been  slowed  down,  that  is,  after  it  has 
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penetrated  deeper  within  the  secondary  emmitter  material,  and  the  freed 
electrons  lose  their  energy  before  escaping.  After  reaching  this  point, 
any  further  increase  in  voltage  will  cause  a  decrease  in  the  secondary 
emission  ratio. 

Seveial  other  characteristics  of  photomultiplier  tubes  are  note- 
worthy at  this  point.  These  characteristics  include: 

(a)  Thermionic  emission, 

(b)  Positive  ion  bombardment, 

(c)  Light  feedback, 

(d)  Charging  of  the  glass  envelope, 

(e)  Ohmic  leakage  within  the  tube  and 

(f)  Voltage  divider  resistance  variations. 
These  will  be  discussed  in  some  detail. 

Thermionic  emission  of  electrons  from  the  photocathode  and  dynodes 

may  contribute  to  the  phototube  output.  Operating  the  tube  at  temperatures 

o 

of  around  30  Centigrade,  thermionic  emission  could  be  expected  since  the 

work  function,  especially  for  the  photocathode  material,  is  low.  The 
output  due  to  this  thermionic  emi33ion,  i+n,  will  be  proportional  to 
gain,  G 

ith  =  KlG        (14) 

since  these  electrons  are  multiplied  in  the  same  manner  as  those  due 
to  photoemi3sion.  K^  is  a  constant  of  proportionality.  Gain,  in  turn, 
is  given  by  the  relation 

G  =  Rn  (15)        [l] 

where  n  is  the  number  of  stages  and  R  the  secondary  emission  ratio.  If 
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we  assume  that  R  i3  constant  at  a  given  interdynode  voltage,  V,  and  i3 
proportional  to  V,  that  is 

R  =  K2V 
where  ¥^   is  another  constant  of  proportionality.  Then 

G  =  Rn  Z   K2nVn 
for  all  stages  having  the  same  voltage  difference,  as  is  the  ca3e  in 

the  spectrometer.  This  can  be  written 

»  -  tf  n/  Vo  *n 

A  '  K2  (n-^T) 

where  Vo  is   the  overall  voltage.     The  thermionic  contribution  becomes 

*th  :  K1G  :  htf&lf  ,        C*  > 

Thus  thermionic  emission  output  increases  much  faster  than  voltage. 

In  the  literature  [6 J  it  is  mentioned  that  with  higher  voltages 
regenerative  effects  may  occur.  In  a  cesium  antomony,  Cs-Sb,  photo- 
nail  tiplier  tube  regeneration  may  occur  at  interstage  voltages  over  110 
volts,  and  may  cause  a  tube  to  become  completely  unusable. fl] 

Positive  ion  bombardment  of.  the  dynode  and  photocathode  sur faces 
also  increases  with  an  increase  of  interdynode  voltage.  The  energy  of 
the  electrons  passing  through  the  phototube  increase  with  the  voltage. 
These  electrons  will  at  some  potential  gain  enough  energy  to  ionize  the 
residual  gases  within  the  tube.  The  ions,  usually  positive,  will  be 
attracted  to  the  more  negative  parts  of  the  tube  such  a3  the  dynodes 
and  photocathodes.  When  they  strike  these  surfaces  they  cause  secondary 
emissions  which  add  to  the  signal  pulse  and  background  noise.  The  ionizing 
effect  should  be  greatest  when  the  largest  number  of  electrons  are  flowing 
through  the  tube,  that  is  during  a  poise.  At  trie  same  time  the  distribution 
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of  residual  gases  and  the  position  in  the  tube  where  ionization  takes 
place  would  be  variable.  If  a  positive  ion  were  formed  near  a  dynode 
surface  it  would  strike  that  surface  and  cause  secondary  emission 
during  the  pulse,  thus,  contributing  to  the  pulse  amplitude.  If  the 
ion  were  formed  at  some  distance  from  the  dynode  it  would  strike  later 
contributing  an  after  pulse.  Furthermore,  if  positive  ion  bombardment 
takes  place  at  dynode  #1  the  contribution  would  be  greater  than  if  it 
took  place  at  dynode  #10,  since  the  former  would  experience  9  stages  of 
multiplication  while  the  latter  would  experience  none. 

Light  feedback  occurs  when  electrons  strike  various  portions  of  the 
multiplier  structure  causing  them  to  emit  light.  This  again  would  be 
more  likely  with  higher  electron  energies  and  therefore  would  occur  at 
higher  voltages.  The  effect  is  of  consequence  only  if  the  light  is 
seen  by  the  photocathode,  thus  it  can  be  minimized  by  shielding  the 
cathode  or,  alternatively,  depressing  the  fluorescent  properties  of  the 
various  structures.  Most  tubes  are  manufactured  in  such  a  way  that 
light  feedback  is  not  a  worrisome  factor. 

It  has  been  reported  by  various  sources  that  if  metallic  bodies  at 
anode  potential  are  in  close  contact  with  the  tube  envelope  tube  noise 
increases,  large  spurious  pulses  are  detected  and  that,  at  times,  the 
output  of  the  tube  may  become  unstable  [i+]  •  The  effect  does  not,  to 
the  knowledge  of  this  writer,  have  its  explanation  in  any  set  theory. 
However,  the  common  belief  is  that  it  arises  from  discharges  between 
the  inner  surface  of  the  tube  envelope,  which  tends  to  be  at  cathode 
potential,  and  the  metal  at  anode  potential.  The  discharge  results  in 
a  light  pulse  which  feeds  back  to  the  photocatnode.  During  high  voltage 
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operation  the  photoraultiplier  is  enclosed  in  a  light  tight  container, 
since  normal  light  intensities  would  result  in  destruction  of  the  tube. 
Therefore,  the  discharge  arc  ha3  not  been  observed  by  the  author.  It 
is  conceivable  that  the  arc  might  be  a  much  more  intense  flash  than  the 
normal  scintillations,  and  of  longer  duration.  A  flash  of  this  type 
can  cause  a  fatigue  effect  such  as  that  mentioned  by  R.  Davis,  P.  Bell, 
and  W.  Bernstein  [2]  in  which  a  photoraultiplier  exposed  to  an  intense 
flash  will  drift  away  from  its  normal  amplification  characteristics. 
The  fatigue  effect  was  demonstrated  by  the  author  by  placing  an  intense 
Cs  -*'  source  close  to  the  well  and  observing  the  drift  of  the  0.66  Mev 
gamma  ray  peak.  Fatigue  effect  as  reported  in  the  literature  can 
either  lower  or  raise  the  gain,  though  in  most  cases  reported  lower  gain 
results.  This  would  seem  to  tie  in  with  the  spectrometer  drift  which 
for  the  most  part  tends  to  be  downward.  This  effect  is  temporary  and 
the  tube  returns  to  normal  after  the  intense  source  has  been  removed. 

Because  of  the  relatively  high  voltage  between  elements  there  will 
be  some  leakage  across  the  supporting  insulators  of  the  multiplier 
structure.  This  effect  is  called  ohmic  leakage  and  again  will  increase 
with  increased  voltage.  During  the  process  of  coating  the  dynode 
surfaces  30rae  of  the  cesium  vapor  condenses  on  the  insulator  supports  \_lhj 
forming  a  conduction  path.  These  cesium  deposits,  especially  thin  film 
types,  are  very  unstable,  and  the  resulting  leakage  fluctuates  in  value. 
That  is,  as  heavy  currents  are  drawn,  cesium  deposits  tend  to  migrate  [VI 
giving  variable  conduction  paths.  As  a  matter  of  fact,  the  cesium 
deposited  on  the  dynodes  3eems  to  exhibit  this  same  characteristic  at 
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high  current  values  and  affects  the  secondary  emission  ratio,  thus 
affecting  the  electron  multiplication. 

The  last  effect  mentioned  was  voltage  divider  resistance  variations. 
The  voltage  divider  network  is  in  close  proximity  to  the  phototube  where 
the  temperatures  may  change.  If  the  resistance  of  each  resistor  in  the 
network  changes  in  the  3ame  ratio  with  temperature  changes,  the  inter- 
stage potentials  do  not  change.  Low-valued  wire  wound  resistances  are 
satisfactory  in  this  respect.  However,  when  large-valued  composition 
resistors  are  used,  as  in  the  spectrometer,  this  is  not  the  usual 
situation  [23~j  and  any  variations  in  the  interstage  voltages  will  affect 
the  overall  gain  and  thus  the  pulse  height  of  the  phototube  output. 

The  above  enumerated  effects  are  all,  in  one  way  or  another,  detri- 
mental to  the  operation  of  the  photomultiplier  tube.  They  may  all 
contribute  in  different  degrees  to  the  problem  of  drift,  the  exact 
percentage  contribution  would  be  extremely  difficult  to  determine  under 
normal  laboratory  conditions.  It  seemed  to  the  author  that  the  listed 
effects  were  all  aggravated  by  high  voltage  operation  and  that  certain 
of  these  effects  contribute  to  variable  gain  within  the  tube.  Thermionic 
emission  had  an  effect  dependent  on  the  overall  voltage,  but  it  would 
seem  this  would  appear  as  noise  scattered  throughout  the  spectrum. 
Positive  ion  bombardment,  being  more  predominant  with  the  high  voltage 
and  heavy  currents,  appears  to  be  the  major  factor  in  drift  of  a  variable 
nature.  Light  feedback  i3  a  function  of  high  voltage,  but  tube  construc- 
tion has  probably  depressed  this  to  a  nearly  negligible  quantity. 
Discharges  between  metallic  bodies  and  tube  envelopes  might  well  cause 


60 


fatigue  effect  drifts  since  the  photocathode  is  at  -1826  volts  and  the 
crystal  holder  and  enclosing  case  for  the  crystal-multiplier  phototube 
are  at  ground  potential  (anode  potential) .  Cesium  deposit  migrations 
with  larger  currents  cause  drift  of  the  gain  characteristics,  and 
resistance  variations  may  also  shift  gain.  The  last  two  are  probably 
minor  factors  contributing  to  spectrometer  drift. 

The  photocathode  output  was  observed  with  various  voltages  applied 
to  the  phototube.  These  voltages  ranged  from  500  to  1800  volts.  The 
period  of  observation  was  five  hour3.  A  convenient  reference  point  in 
the  Co   spectrum  was  initially  noted  and  the  drift  from  this  point 
was  converted  to  a  percentage  drift.  It  was  found  that  below  1100 
volts  the  output  drifted  less  than  2.5$,  while  above  140C  volts  the 
drift  became  very  erratic  and  reached  a  maximum  drift  of  20$  at  1800 
volts,  see  Figure  13»  The  next  step  was  to  devise  a  way  to  operate 
at  lower  voltages. 

High  voltage,  high  gain  operation  of  the  phototube  wa3  essential 
to  obtain  a  usuable  signal  at  the  amplifier  input,  after  attenuation 
in  the  long  coaxial  cable.  The  auto  transformers  were  used  to  minimize 
the  effect  of  the  distributed  capacitance  to  ground.  This  was  effective 
over  a  small  range  of  frequencies.  However,  to  pa33  the  output  pulse 
a  wide  band  would  be  needed.   In  addition  the  transformers  were 
distorting  tne  signal  pulse.  Therefore  it  was  decided  to  attempt  a 
solution  by  amplifying  the  signal  as  near  as  possible  to  the  photo- 
multiplier  output,  enabling  lower  gain  and  lower  voltage  operation  of 
the  tube.   It  was  also  decided  to  change  the  polarity  of  the  high 
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voltage  applied  to  the  phototube,  placing  the  cathode  at  ground 
potential  with  the  surrounding  metallic  bodies  and  the  anode  at 
positive  high  voltage.  This  last  step  should  eliminate  the  metal  to 
envelope  discharge  which  has  been  reported  to  cause  output  instability. 

Changing  the  polarity  of  the  high  voltage  and  rewiring  the  phototube 
for  application  of  high  voltage  to  the  anode  were  relatively  simple 
procedures.  The  final  configuration  is  as  illustrated  in  Figure  14 
by  solid  lines.  The  dashed  lines  show  the  initial  configuration  for 
negative  high  voltage  to  the  photocathode. 

Rather  than  placing  the  entire  amplifier  near  the  phototube,  it 
was  decided  to  divide  the  overall  amplification  of  the  photomultiplier 
signal  between  a"main  araplifier^and  a  "preamplifier*1.  The  Atomic  Linear 
Amplifier,  Model  204- B  originally  used,  remained  with  the  main  body  of 
the  spectrometer  as  the  main  amplifier.  A  preamplifier  wj.3  designed  for 
placement  near  the  photocathode.  The  schematic  of  this  preamplifier 
appears  in  Figure  12. 

The  need  for  stability  led  to  the  choice  of  a  feedback  loop 
similar  to  the  one  cited  by  Elmore  [5 J  ♦  Referring  to  Figure  12,  a 
negative  signal  at  V,  causes  the  plate  of  V..  to  rise  in  potential.  This 
rise  introduces  a  positive  input  at  the  grid  of  V  which  is  accompanied 
by  a  drop  at  the  plate.  The  negative  signal  at  the  plate  of  V"2  is 
directly  coupled  to  the  grid  of  V  .  Elmore  uses  this  3tage  as  a  cathode 
follower,  the  output  signal  being  negative.  In  the  present  ca3e  it  was 
desired  to  invert  the  3ignal  so  that  the  preamplifier  output  would  be  a 
positive  pulse.  To  accomplish  thi3  a  resistance  was  placed  in  series 
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with  the  plate  of  V-  and  the  output  signal  taken  from  the  plate.  The 
negative  signal  at  the  grid  of  V.,  tenia  to  decrease  t:ie  plate  current 
through  V\,  thus  lowering  the  voltage  of  the  cathode  of  V.,.  This 
voltage  drop  of  the  cathoie  is  fedback  through  the  direct  coupled 
feedback  network  to  the  cathoie  of  V"  .  The  feedback  id  degenerative 
L-ince  a  negative  signal  at  the  grid  of  V  is  offset  by  the  drop  of  the 

X 

cathode  iue  to  the  feedback,  the  feedback  tending  to  counteract  the 
effect  of  the  original  signal.  There  is  also  cathode  degeneration  for 
V\  due  to  tne  flow  of  the  conduction  currents  of  V  and  V  through  the 
unbypassed  47  oh.ii  resistor  at  the  cathode  of  V  . 

Exact  circuit  analysis  for  the  transient  behavior  of  the  loop  is 
so  involved  that  design  of  such  elements  have  normally  been  by  trial 
and  error  procedures.  Elmore  states  that  the  gain  of  such  a  loop  is 

given  within  5/fe  by  the  ratio 

p  -  Ri+R2 

G-"*2— 

R2  is  chosen  for  proper  cathode  biasing  of  V-j  a3  well  as  to  determine 
the  gain.  In  the  case  of  the  spectrometer  the  gain  becomes 

A  =  te  x  1Q3-T47  =    6547    =  139 

Experimental  verification  of  this  gave  a  gain  of  131.  The  discrepancy 
most  likely  is  due  to  the  departure  of  the  reals  taxes  from  their 
normal  values,  and  the  variation  of  tube  characteristics.  The 
capacitance  in  tne  feedback  loop  facilitates  the  feedback  of  high 
frequency  components  producing  good  transient,  response.   The  output  of 
Vo  is  fed  to  a  slightly  different  type  of  cathode  follower  arrangement. 


64 


V.  is  a  cathode  follower  having  as  part  of  its  cathode  load  an 
4 

active  element  V,..  A  positive  signal  at  the  grid  of  V,  would  cause  an 

incremental  current  to  flow  in  the  direction  of  the  cathode  through  the 

tube  to  the  plate,  an  increase  in  plate  current.  With  an  increase  in 

plate  current  the  cathode  of  V.  would  tend  to  rise,  following  the  grid. 

4 

The  plate  of  V,  would  drop  in  potential  as  would  the  screen  grid, 
introducing  a  negative  signal  on  the  grid  of  Vr.  This  signal  would 
tend  to  cause  an  incremental  current  to  flow  from  the  plate  of  Vr 
through  the  tube  toward  the  cathode,  a  decrease  in  plate  current.  The 
effect  on  the  output  circuit  is  the  sum  of  the  two  incremental  current 
charges,  see  dashed  arrows,  Figure  12.  That  is,  the  effects  of  the  two 
tubes  add,  a  greater  current  change  is  produced,  and  the  output  impedance 
is  effectively  lower  than  for  a  normal  cathode  follower  stage.  This 
is  a  very  effective  output  3tage  for  driving  the  long  coaxial  cable. 
The  gain  of  the  cathode  follower  is  something  less  than  one,  however, 
this  is  not  of  consequence  since  the  preamplifier  gain  has  been  made 
large  enough  that  the  desired  signal  ha3  been  obtained. 

Great  care  was  taken  in  wiring  the  preamplifier  in  order  that  3 tray 
wiring  capacitances  be  held  to  a  minimum.  The  6AK5s  were  chosen  because 
of  their  low  input  capacitance,  of  the  order  of  7/<^-fd.  A.  pentode  rather 
than  a  triode  was  desired  for  the  input  tube.  A  triode  with  its  coupling 
between  plate  and  grid  results  in  a  lower  input  impedance  due  to  Miller 
effect.  The  shielding  in  a  pentode  reduces  this  coupling  to  a  negligible 
amount.  The  cable  used  to  bring  the  signal  from  the  photomultiplier 
output  to  the  preamplifier  input  was  type  RG  114/U,  which  was  the  lowest 
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capacitance  cable  the  writer  could  find.  The  capacitance  of  the  RG  llk/U 
is  6.5  MMJCd/   ft.  One  foot  of  the  cable  was  used.   With  the  design 
mentioned  and  careful  consideration  to  construction  procedures  a  high 
input- impedance ,  low  output  impedance,  stable  preamplifier  was  obtained. 

The  overall  gain  of  the  preamplifier  was  approximately  110,  and  the 
linearity  and  drift  characteristics  were  satisfactory.  With  the  signal 
preamplified  before  driving  the  cable,  the  photomultiplier  gain  could 
be  decreased.  The  new  operating  voltage  for  proper  calibration  of  the 
pulse  heights  of  Co   was  found  to  be  892v,  or  approximately  6/±  volts 
between  dynode  stages,  and  255  volts  between  the  photocathode  and  first 
dynode  stage. 

Drift  characteristics  of  the  gamma  ray  spectrometer  were  now 
observed  for  a  period  of  nine  hours.  The  results  of  these  runs  are 
given  in  Table  2  and  Figure  10.  The  maximum  drift  occurring  was  1.1223J. 

The  modification  was  considered  very  successful  except  for  an 
increase  of  noise  background.  It  was  observed  that  the  noise  level  rose 
and  fell  when  the  beatatron  was  operating  at  the  other  end  of  the  building. 
The  preamplifier  seemed  to  be  very   susceptible  to  external  transient 
pickup.  Perforated  metallic  sheet3  were  fastened  to  the  bottom,  top  and 
3ides  of  the  chasis.  With  this  shielding  the  noise  level  dropped  to  a 
level  lower  than  that  which  had  been  encountered  in  the  unmodified 
spectrometer.  This,  too,  was  attributed  to  the  low  voltage  operation. 

The  duplication  of  results  was  the  next  item  to  be  investigated.  It 
was  found  that  by  placing  index  marks  at  the  various  settings  corresponding 
to  the  original  calibrations  and  returning  to  these  marks  after  inoperative 
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0.0 
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1 .55 

"0.747 

60 

1.175 

0.427 

1,34 

0.0 

120 

1.17 

0,0 

1.33 

-0.747 

9  50 

1.16 

""0.855 

1.525 

"1.122 

990 

1.165 

-0.427 

1.53 

-0.747 

1020 

1.17 

0.0 

1.54 

0.0 

1080 

-1  .  17 

0.0 

1.33 

-0.747 

1110 

1.17 

0.0 

1.55 

-0.747 

2140 

1.175 

0.427 

1.34 

0.0 

2290 

1.17 

OoO 

1 .55 

-0.747 

2320 

1.18 

0.855 

1.54 

0,0 

2350 

1.17 

0.0 

1.55 

-0.747 

Table  2  .  Tabulation  of  data  for  the  deterrrjnat  j  on 
of  drift  after  modification  of  the  gamma 
ray  s pe  c  t  r ome  t  er 
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periods  results  could  be  reproduced  within  1.5^  and  further  that  the 
process  worked  in  both  directions.  That  is  the  setting  of,  say,  the 
high  voltage  applied  to  the  multiplier  phototube  at  892  volts  would 
give  an  indication  of  a  gamma  ray  energy  for  Co   of  1.17  Mev  on  the 
chart,  or  the  adjustment  of  the  peak  on  the  chart  would  end  with  a 
voltage  in  the  range  of  890  to  895  volts  being  applied  to  the  phototube. 
A  block  diagram  of  the  modified  spectrometer  appears  in  Figure  11. 
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CHAPTER  VII 
CONCLUSION 

In  light  of  the  3ucces3  of  the  drift  elimination  program  as  3et 
forth  in  Chapter  VI  the  spectrometer  obtains  three  very  desirable 
characteristics: 

(a)  spectrograms  run  within  the  same  24  hour  period  will  have  a 
common  reference  point,  as  calibrated,  within  close  tolerances, 

(b)  time  lost  in  recalibration  is  much  reduced,  and 

(c)  conditions  are  reproducible. 

Prior  to  leaving  the  General  Engineering  Laboratory  the  writer  had 
a  chance  to  work  with  a  prototype  linear  pulse  amplifier  developed  at 
the  West  Lynn  plant  of  General  Electric.  The  circuit  was  tested  and 
found  to  be  as  stable  as  the  amplifier  in  use  in  the  spectrometer.  In 
addition  the  West  Lynn  amplifier  wa3  much  more  linear  in  the  range  of 
energies  normally  covered  in  activation  analysis.  The  noise  introduced 
by  the  amplifier  was  about  half  that  of  the  best  of  the  other  amplifiers 
tested  and  the  resolution,  as  would  be  expected,  was  improved.  It  is 
believed  a  thorough  study  of  this  amplifier  with  the  prospect  of  incorpo- 
rating it  into  the  spectrometer  might  be  very  beneficial. 

The  run3  made  on  biological  specimens  indicated  the  potentialities  of 
the  system  in  this  field,  however  they  were  not  conclusive  as  to  concrete 
analytical  results.  A  detailed  study  of  the  optimum  irradiation  and 
detection  procedures,  keeping  in  mind  the  trace  and  bulk  elements  which 
most  probably  would  be  encountered,  should  enhance  the  method. 
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APPENDIX  I 
TABLE  OF  SENSITIVITY  COMPARISONS 

The  following  is  a  table  comparing  the  sensitivities  obtained  using 
the  methods  of  activation  analysis  with  five  other  typical  methods.  The 
data  included  in  the  table  was  compiled  and  presented  by  W.  W.  Meinke  in 
the  article,  "Trace  Element  Sensitivity:  Comparison  of  Activation 
Analysis  with  Other  Methods",  Science  121,  177-184  (1955). 
Table  3*  Sensitivity  comparisons  (  g/ml). 
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APPENDIX  II 
CHART  OF  NUCLIDES 

Appendix  II  includes  the  "Chart  of  Nuclides"  printed  for  the 
General  Electric  Company  and  the  accompanying  booklet,  "Nuclides  and 
Isotopes".  The  use  of  the  chart  is  explained  very  clearly  and  in 
some  detail  in  the  booklet. 
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NUCLIDES  and  ISOTOPES 

BY  JAMES  STOKLEY 
GENERAL  ELECTRIC  COMPANY 

Note:  This  booklet  was  prepared  to  accompany  the  General  Electric  "Chart  of  the  Nuclides" 
(revised  edition,  Dec.  1952).  Copies  of  the  chart  and  booklet  may  be  obtained  free  by  writing  Dept. 
2-119,  General  Electric  Co.,  Schenectady  5,  N.  Y. 


VV7ITH  modern  theories  of  atomic  structure, 
which  depict  the  atom  as  a  positively  charged, 
dense  nucleus,  surrounded  by  one  or  more  elec- 
trons, some  puzzling  facts  have  been  made  clearer. 
For  example,  the  periodic  arrangement  of  the  ele- 
ments can  be  explained  on  the  basis  of  the  arrange- 
ment of  the  electrons  in  shells.  Those  in  the  outer- 
most shell  determine  many  of  the  chemical  proper- 
ties of  an  element,  which  are  similar  for  a  given 
number  in  this  shell  despite  the  number  of  inner 
shells. 

More  recent  studies,  however,  have  been  con- 
cerned with  the  nucleus  of  the  atom  and  from  these 
has  come  success  in  the  first  attempts  at  the  con- 
trol of  so-called  "atomic"  energy,  which  is  more 
correctly  designated  as  "nuclear"  energy. 

What  an  element  shall  be  is  determined  by  the 
number  of  positive  electrical  charges  in  the  nucleus, 
which  is  ordinarily  the  same  as  the  number  of  elec- 
trons surrounding  it.  However,  an  atom  can  be 
"ionized"  by  removing  some  of  these  electrons,  and 
though  it  changes  its  properties  to  some  extent  it 
remains  the  same  element. 

The  un-ionized  atom  is  electrically  neutral,  since 
the  positive  charges  in  the  nucleus  exactly  counter- 
act the  negative  charges  carried  by  the  electrons. 
Thus,  when  ionization  occurs,  with  the  removal  of 
electrons,  the  atom  is  given  a  positive  charge. 

In  experiments  made  in  1912  by  Sir  J.  J.  Thom- 


son, the  discoverer  of  the  electron,  positive  ions 
of  gases  were  pulled  through  a  narrow  tube  and 
fired  at  a  photographic  plate.  They  were  deflected 
by  both  electrical  and  magnetic  fields  working  at 
right  angles,  so  that  they  were  recorded  as  curved 
lines.  This  provided  a  means  of  separating  different 
elements,  which  is  used  today  in  a  very  useful 
device  called  the  mass  spectrometer.  Heavier  atoms 
have  more  inertia  and  are  curved  less  than  those 
which  are  lighter  and  hence  more  easy  to  pull 
from  their  path. 

Not  only  did  Thomson  find  that  different  ele- 
ments produced  different  curves  but,  in  some  cases, 
it  seemed  that  the  same  element  traced  more  than 
one  curve.  This  was  the  case  with  the  gas  neon, 
for  which  the  accepted  chemical  atomic  weight 
was  20.2.  He  found  no  curve  corresponding  to  this 
mass,  but  there  were  two — a  very  strong  one  at 
mass  20  and  a  lighter  one  at  mass  22. 

From  such  data  it  became  evident  that  elements 
do  not,  as  previously  supposed,  consist  of  just  one 
kind  of  atom.  There  are  actually  three  kinds  of 
neon  atoms.  Some  90.9%  of  the  natural  element  is 
of  mass  20,  8.8%  is  of  mass  22  and  0.26%  a  third 
kind,  of  mass  21.  These  in  combination  have  an 
average  weight  of  20.183,  which  is  given  in  the 
chemical  tables  for  neon.  Such  atoms  of  the  same 
element  but  of  different  mass  are  called  isotopes. 

Most  elements  in  the  natural  state  consist  of  a 
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mixture  of  two  or  more  isotopes,  though  a  few,  such 
as  beryllium,  aluminum,  phosphorus  and  cesium 
have  only  one.  But  even  with  these,  other  isotopes 
are  known,  which  can  be  produced  artificially  with 
high-energy  particles  from  the  cyclotron,  betatron 
and  other  "atom-smashers."  Artificial  isotopes  are 
mostly  radioactive,  that  is,  they  spontaneously 
give  off  various  kinds  of  rays  or  particles  and  decay 
into  other  elements. 

In  addition,  there  are  elements  like  radium, 
which  are  naturally  radioactive.  These  undergo  a 
series  of  changes  and  end  up  as  lead.  The  series 
beginning  with  uranium,  which  includes  radium, 
concludes  at  lead  of  mass  206.  Another,  starting 
with  thorium,  comes  to  an  end  with  lead  208,  while 
a  third,  known  as  the  actinium  series,  ends  with 
lead  207.  Natural  lead  is  a  mixture  of  all  three,  as 
well  as  of  a  fourth  isotope,  of  mass  204,  giving  it  an 
average  atomic  weight  of  207.21.  Even  before 
Thomson's  discovery  of  the  isotopes  of  neon,  it 
had  been  found  that  lead  from  sources  in  conjunc- 
tion with  radioactive  ores  was  different  in  atomic 
weight  from  lead  obtained  elsewhere,  though  there 
had  been  no  good  explanation  until  isotopes  were 
recognized. 

Chemists  and  physicists  had  long  been  attracted 
to  the  notion  that  all  elements  are  made  up  of  the 
same  fundamental  building  blocks,  varying  by 
whole  numbers.  The  fact  that  many  elements  had 
actually  been  determined  to  have  fractional  atomic 
weights  introduced  some  difficulties.  The  concept 
of  isotopes,  however,  renewed  interest  in  this  idea, 
and  it  was  recognized  that  the  nucleus  of  an  atom 
consists  of  an  assemblage  of  particles  called  protons, 
each  of  which  has  a  mass  about  1840  times  the 
mass  of  an  electron.  Hydrogen  has  a  nucleus  con- 
sisting of  just  one  proton,  helium  has  two  and 
lithium  three. 

However,  helium  has  four  times  and  lithium  six 
times  the  mass  of  hydrogen,  so  at  one  time  it  was 
supposed  that  there  were  also  electrons  in  the 
nucleus.  These  would  neutralize  some  of  the  posi- 
tive charges  on  the  protons  and  the  net  charge, 
which  determines  the  element,  would  be  less. 
Another  proton  in  a  nucleus,  along  with  another 
electron  as  well,  would  not  increase  the  charge  but 
would  increase  the  mass,  and  so  the  existence  of 
isotopes  of  the  same  element  with  different  mass 
could  be  explained. 

In  1931  this  view  was  changed  when  the  neutron 
was  discovered.  This  particle,  of  the  same  mass  as 
the  proton,  has  no  electrical  charge,  and  is  now  used 
to  explain  the  nature  of  isotopes.  Hydrogen  con- 
sists almost  entirely  of  an  atom  with  a  nucleus 


that  is  merely  one  proton,  but  there  is  a  small 
amount  (about  0.02%)  of  "heavy  hydrogen," 
which  has  a  proton  and  neutron  combined  in  its 
nucleus.  The  normal  helium  nucleus  consists  of  two 
protons  and  two  neutrons.  Lithium,  the  next  in 
the  atomic  series,  has  three  protons;  but  the  nucleus 
of  the  more  common  isotope  has  four  neutrons 
while  that  of  the  remaining  isotope  has  only  three. 
As  we  get  into  heavier  elements,  the  constitution  in 
general  becomes  more  complex.  Mercury,  for  ex- 
ample, has  no  less  than  seven  isotopes,  of  masses 
196,  198,  199,  200,  201,  202  and  204.  Each  one  of 
these,  however,  has  80  protons,  and  the  difference 
is  in  the  number  of  neutrons,  which  varies  from 
116  to  124. 

Since  unlike  electrical  charges  attract  and  like 
charges  repel,  the  nucleus  of  an  atom,  with  all  these 
positive  charges  so  close  together,  could  not  exist 
were  it  not  for  other  "binding"  forces  whose  nature 
is  still  not  entirely  understood.  These  are  strong 
enough  to  overcome  the  expected  electrostatic  re- 
pulsion and  hold  the  nucleus  together.  However, 
with  the  high-energy  particle  accelerators,  atomic 
bullets  can  be  produced,  such  as  protons,  neutrons, 
deuterons  (nuclei  of  heavy  hydrogen)  and  alpha 
particles  (nuclei  of  helium),  as  well  as  electrons 
and  x-rays. 

Fired  into  nuclei  they  produce  changes  of  various 
kinds.  Sometimes  they  may  stick,  and  produce  a 
heavier  nucleus.  They  may  knock  out  one  or  more 
of  the  particles  there  and  make  it  lighter.  They 
may  temporarily  produce  a  heavier  nucleus,  which 
quickly  disintegrates  into  a  lighter  one.  By  such 
means  the  nuclear  physicist  runs  up  and  down  the 
table  of  elements,  until  to  date  he  has  produced 
many  more  artificial  forms  than  are  known  to  occur 
in  nature.  There  are  now  recognized  over  1000 
different  "nuclides,"  which  is  the  name  given  to 
different  kinds  of  nuclei  whether  they  are  of  the 
same  or  different  elements.  Of  these,  274  are  stable 
forms  of  natural  elements,  while  the  remaining 
939  are  unstable.  Among  this  number,  53  are 
nuclides  which  occur  in  nature  and  they  are  mainly 
found  among  the  heaviest  elements.  Since  active 
research  in  these  fields  is  being  conducted  in  many 
laboratories,  additions  and  changes  in  the  list  are 
frequently  made. 

While  the  masses  of  the  nuclides  are  approxi- 
mately whole  numbers,  accurate  work  has  shown 
that  they  may  vary  from  integers  by  a  small 
amount  called  the  mass  defect.  The  smaller  the 
mass  the  more  tightly  bound  is  the  nucleus.  The 
gain  in  binding  energy  corresponds  to  the  loss  in 
mass. 
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THE  CHART  OF  NUCLIDES 


The  accompanying  chart  was  originally  prepared 
in  the  General  Electric  Research  Laboratory,  at 
Schenectady,  N.  Y.,  by  Dr.  G.  Friedlander  and 
Dr.  M.  L.  Perlman.  The  present  edition  was  revised 
by  Dr.  John  R.  Stehn,  of  the  Knolls  Atomic  Power 
Laboratory,  which  is  operated  by  the  General  Elec- 
tric Co.  for  the  Atomic  Energy  Commission.  Data 
available  up  to  Nov.  1,  1952  were  used  in  making 
the  revision. 

The  general  arrangement  of  the  chart  is  similar 
to  that  suggested  by  Dr.  Emilio  Segre.  Because  of 
its  length  it  is  in  three  sections,  which  overlap.  The 
numbers  along  the  left-hand  side,  marking  the 
horizontal  rows,  give  the  number  of  protons  in 
each  nucleus,  a  value  designated  by  Z  and  called 
the  atomic  number.  Each  horizontal  row  thus 
represents  one  element,  and  the  spaces  that 
are  filled  show  the  known  isotopes  of  that 
element. 

Spaces  shaded  in  gray  represent  isotopes  which 
occur  in  nature  and  are  generally  considered  as 
stable.  Actually,  a  few  of  these  "stable"  nulcides 
are  radioactive  but  of  very  long  life;  these  are 
indicated  by  black  rectangular  areas  within  their 
spaces.  The  unshaded  spaces  represent  radioactive 
isotopes;  again,  the  black  rectangular  areas  in 
some  of  them  show  that  they  are  found  on  the 
Earth. 

The  space  at  the  left  end  of  each  row,  heavily 
bordered  in  black,  gives  properties  of  each  element 
as  a  whole,  including  the  chemical  atomic  weight 
according  to  the  1952  list  of  the  American  Chemical 
Society. 

In  each  of  the  other  occupied  spaces  there  is 
shown  first  the  chemical  symbol  (a  list  of  these  is 
given  on  page  7),  followed  by  the  mass  number  of 
the  nuclide  indicated.  The  mass  number,  usually 
designated  by  A,  is  the  sum  of  the  number  of  pro- 
tons and  neutrons  in  the  nucleus.  The  number  of 
neutrons,,  therefore,  is  equal  to  the  difference  be- 
tween the  mass  number  and  the  atomic  number, 
i.e.,  A  — Z.  This  number  is  given  at  the  bottom  of  al- 
ternate columns.  Thus,  each  column  shows  all 
nuclides  having  the  same  number  of  neutrons. 

In  analyzing  the  relative  numbers  of  protons 
and  neutrons,  some  interesting  preferences  are  dis- 
played. Of  the  276  stable  nuclides  shown  on  the 
chart,  the  following  table  shows  the  division  be- 
tween even  and  odd  numbers  of  each : 


ROTONS 

Neutrons 

Number 

Even 

Even 

165 

Even 

Odd 

55 

Odd 

Even 

49 

Odd 

Odd 

5 

274 

The  significance  of  these  proportions  has  not  yet 
been  fully  explained. 

It  will  be  noted  that  lines  drawn  diagonally  over 
the  squares  from  lower  right  to  upper  left  connect 
nuclides  which  are  of  different  elements,  though 
they  have  the  same  mass  numbers.  For  example, 
calcium  40,  with  20  protons  and  20  neutrons,  has 
the  same  mass  number  as  argon  40,  which  has  18 
protons  and  22  neutrons.  Nuclides  of  the  same 
mass  number  are  termed  isobars. 

The  data  given  on  the  chart  are  explained  at  the 
lower  right.  For  the  stable  nuclides,  after  the 
symbol  and  mass  number,  there  is  given  in  the 
second  line  the  percentage  of  this  isotope  present 
in  the  natural  element. 

For  nuclides  that  are  naturally  radioactive,  the 
same  information  is  given  in  the  first  line,  the 
second  shows  the  name  and  abundance,  while  the 
third  states  the  half-life,  in  terms  of  the  units  listed 
under  "Time"  in  the  column  headed  "Symbols." 
The  half-life  is  the  period  required  for  half  of  the 
remaining  nuclei  to  disintegrate.  The  remaining 
lines  show  the  mode  of  decay  and  the  radiation 
emitted  (as  listed  under  "Radiation  and  Decay"), 
with  their  energies  in  millions  of  electron  volts 
(Mev). 

When  more  than  one  mode  of  decay  appears, 
the  one  that  is  most  prominent  appears  first 
(above,  or  to  the  left,  of  the  others).  Similarly  for 
the  radiations  emitted. 

For  nuclides  made  radioactive  artificially  similar 
information  (except  for  abundance)  is  given,  with 
the  addition  of  a  letter  before  the  symbol  to  show 
its  classification,  according  to  the  listing  under 
"Symbols."  This  gives  an  idea  of  the  certainty  of 
the  identification  of  the  nuclide.  In  many  squares, 
there  appears  in  the  lower  right-hand  corner  a 
small  triangle.  This  indicates  that  the  nuclide  has 
been  found  as  a  product  of  the  fission  of  uranium 
235,  induced  by  slow  neutrons. 

It  will  be  noted  that  certain  spaces  are  divided. 
This  occurs  when  there  are  two  isomeric  states, 
i.e.,  when  there  are  two  nuclides  with  the  same 
numbers  of  protons  and  neutrons.  Apparently  a 
difference  in  arrangement  of  the  particles  present 
causes  a  difference  in  the  way  they  decay  radio- 
actively. 
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A  radiation  appearing  in  parentheses  is  one 
emitted  by  a  short-lived  daughter  if  it  is  not  other- 
wise clear  from  the  chart  that  such  a  radiation  is 
sure  to  follow  the  decay  of  the  nuclide  in  question. 
For  example,  17-day  palladium  103  decays  by  K 
capture  to  56-minute  rhodium  103,  which  then 
emits  a  gamma  ray  or  an  internal  conversion  elec- 
tron corresponding  to  an  isomeric  transition  of 
0.040  Mev.  The  presence  of  (7.040,  e~)  in  parenthe- 
ses in  the  Pd-103  square  shows  that  palladium  103 
does  decay  into  the  unstable  isomer  of  rhodium 
103,  which  then  finally  decays  into  the  stable 
rhodium  103.  Such  radiations  in  parentheses  are 
generally  as  characteristic  of  the  nuclide  as  the  ra- 
diation it  emits  during  the  initial  step  in  its  decay. 

An  important  technical  datum,  shown  in  a  small 
oval,  is  the  "thermal  neutron  absorption  or  activa- 
tion cross  section."  This  is  an  index  of  the  ease 
with  which  a  neutron  may  enter  a  nucleus.  The 
larger  the  cross  section,  the  more  readily  the  neu- 
tron is  captured.  Such  cross  section  may  be  con- 
sidered as  the  area  of  the  region  in  which  a  neutron 
feels  the  attraction  of  the  nucleus.  It  is  measured 
in  a  unit  called  the  "barn,"  the  area  of  a  square 
a  millionth  of  a  millionth  of  a  centimeter  on  each 
side.  In  some  cases  the  cross  section  is  given  as  the 
sum  of  two  numbers,  representing  the  values  for 
two  possible  neutron  reactions.  These  lead  to  the 
two  alternative  nuclides  shown  as  isomers  in  the 
next  square  to  the  right. 


a  in 

P'out 

p  in 

d  in 

H3in 

n  out 

Original 
Nucleus 

n  in 

H3out 

d  out 

p  out 

p*out 
K 

a  out 

n 
P 

=  neutron 
=  proton 

d  -  deuteron 

a-  alpha   particle 

P"=  negative   beta  particle 

P*=  positive       ■ 

K  =  K- electron  capture 

Fig.  1.     Relative  Locations  oj  the  Products  of  Various 
Nuclear  Processes 


There  are  a  few  cases  wherein  the  neutron  cap- 
tured causes  the  nucleus  to  emit  a  heavy  particle 
instead  of  emitting  "capture"  gamma  rays.  The 
cross  sections  given  for  He-3  and  N-14  are  almost 
entirely  for  the  (n-p)  process,  wherein  a  proton  is 
emitted.  Those  for  Li-6  and  B-10  are  for  the 
(n-a)  process,  wherein  an  alpha  particle  (He-4 
nucleus)  is  emitted.  Cross-sections  given  for  the 
fissionable  nuclides  (e.g.,  U-235  and  Pu-239)  are 
solely  for  the  (n-7),  or  "capture"  process;  their 
cross-sections  for  fission  are  not  given  on  the  chart. 

These  cross  sections  apply  only  to  thermal  neu- 
trons, or  those  moving  at  the  final  speed  normally 
attained  by  a  neutron  after  many  collisions.  For 
fast  neutrons  cross  sections  are  generally  smaller. 

As  nuclear  processes  occur,  whether  in  natural 
radioactivity  or  under  conditions  induced  artifi- 
cially, the  nuclides  change,  in  accordance  with  the 
scheme  shown  in  Fig.  1.  This  involves  a  kind  of 
nuclear  chess  game,  for  each  process  has  its  char- 
acteristic move.  For  example,  we  may  follow  the 
natural  decay  of  uranium  238.  Reference  to  the 
chart  shows  that  an  alpha  particle  is  emitted,  so 
the  resultant  nucleus  is  in  the  second  space  diago- 
nally down  to  the  left.  This  is  uranium  Xi,  the  same 
as  thorium  234. 

It,  in  turn,  emits  a  negative  beta  particle  (an 
electron)  so  there  is  no  loss  of  mass,  but  there  is 
a  loss  of  one  negative  charge,  which  means  that  a 
positive  charge  is  gained.  In  effect,  one  neutron 
has  changed  into  a  proton.  This  move  is  up  and 
left  one  space,  which  brings  us  to  protactinium 
234.  This  has  two  isomeric  states,  UXi  and  UZ, 
but  from  each  another  beta  particle  is  emitted, 
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which  again  takes  us  diagonally  upwards  to  the 
left,  to  uranium  234. 

Another  alpha  particle  is  now  emitted,  so  we 
shift  two  spaces  diagonally  down  to  the  left,  to 
thorium  230,  also  called  ionium.  Again  an  alpha 
particle  comes  off,  so  another  shift  of  the  same 
kind  yields  radium  of  mass  226.  With  yet  another 
alpha  particle  discharged,  the  next  shift  is  to 
emanation  222,  which  is  also  called  radon. 

From  this  nucleus  comes  still  another  alpha  par- 
ticle, so  polonium  218 — or  radium  A — is  formed. 
This  gives  off  another  alpha  particle  and  lead  214, 
also  called  radium  B,  is  next.  This  is  not  the  end, 
however,  for  this  kind  of  lead  is  unstable,  giving 
off  a  beta  particle  to  change  to  radium  C,  or  bis- 
muth 214.  With  another  beta  particle  off  we  get  to 
polonium  214,  or  radium  C.  This  emits  an  alpha 
particle,  so  again  we  go  downwards  diagonally 
two  to  the  left,  arriving  at  lead  210,  radium  D. 

An  alternative  route  from  bismuth  214  to  lead 
210  is  taken  in  a  minute  proportion  of  the  dis- 
integrations. In  such  cases,  the  bismuth  214  emits 
an  alpha  particle  to  form  thallium  210,  or  radium 
C",  which  then  discharges  a  beta  particle  and 
becomes  lead  210. 

Whichever  happens,  the  lead  210  yields  a  beta 
particle,  turning  into  bismuth  210,  or  radium  E. 
This  in  turn  releases  another  beta  particle,  taking 
us  to  polonium  210  (radium  F).  Now  comes  the 
final  step.  An  alpha  particle  is  ejected,  and  there 
remains  lead  206,  a  stable  isotope  found  in  common 
lead  to  the  extent  of  26%.  Incidentally,  in  many  of 
the  steps,  gamma  rays  are  also  emitted. 

In  the  same  way,  the  two  other  natural  radio- 
active sequences  may  be  traced.  One  is  the  actinium 
series,  which  starts  with  uranium  235  and  ends  with 
lead  207.  The  other  is  the  thorium  series,  which 
goes  from  thorium  232  to  lead  208.  A  fourth  series 
is  also  known,  starting  with  plutonium  241  and 
ending  with  bismuth  209. 

In  Fig.  2  is  reproduced  a  diagram  which,  like 
Fig.  1,  is  shown  in  the  lower  right-hand  section  of 
the  chart.  This  enables  the  user  to  find  the  effect 
of  various  nuclear  reactions  on  a  nuclide. 

The  method  commonly  used  by  physicists  of 
representing  a  nuclear  reaction  is  to  give,  often  in 
parentheses,  the  symbol  for  the  particle  or  radiation 
hurled  at  the  nucleus,  followed  by  that  for  the 
emitted  particle  (or  radiation).  These  symbols  are: 
n — neutron  a — alpha  particle 

d — deuteron  y — gamma  ray 

Thus  a  (p^r)  reaction  occurs  when  a  proton  is 
the  incident  particle  and  a  gamma  ray  is  emitted. 
The  charge  on  the  proton  increases  that  of  the 


nuclide  bombarded  by  one  unit,  thus  raising  its 
atomic  number  by  one  and  converting  it  into 
an  isotope  of  the  next  higher  element.  At  the  same 
time  the  mass  of  the  incident  proton  increases  the 
mass  of  the  nuclide  by  one,  so  the  net  result  is  a 
shift  to  the  space  immediately  above,  as  indicated 
in  the  diagram.  Typical  of  this  is  the  (p^y)  reaction 
with  carbon  12,  which  converts  it  to  nitrogen  13. 

With  an  (n-7)  reaction,  the  incident  neutron 
raises  the  mass  by  one,  but  there  is  no  increase  in 
charge  or  atomic  number.  Hence  the  shift  is  to  the 
next  space  to  the  right.  An  example  is  that  of  silver 
107,  which  is  converted  to  silver  10S,  a  short-lived 
radioactive  isotope.  An  (n-p)  reaction  produces  a 
shift  to  the  space  immediately  below  and  to  the 
right.  The  neutron  adds  a  unit  of  mass  but  the 
emitted  proton  takes  it  away.  At  the  same  time 
the  proton  removes  a  unit  of  charge  and  thus 
reduces  the  atomic  number  by  one,  so  that  it 
becomes  the  element  on  the  line  below.  This 
occurs  with  nitrogen  14,  which  is  thereby  converted 
to  carbon   14,  important  in  biological  studies. 

The  dashed  curved  line  running  diagonally  across 
the  chart  is  the  "Line  of  Beta  Stability."  Radio- 
active disintegrations,  other  than  those  that  emit 
an  alpha  particle,  tend  to  go  from  one  isobar  to 
another,  without  changing  the  mass  number,  to- 
ward the  more  stable  isobar.  If  the  mass  number 
is  odd  (e.g.,  107),  the  decay  is  to  the  nuclide 
through  which  the  Line  passes  (silver  107). 

If  the  mass  number  is  even,  the  decay  is  generally 
(though  not  always)  to  the  even-even  nuclide  of 
that  mass  number  which  is  nearest  to  the  Line  of 
Beta  Stability.  For  example,  silver  106,  an  odd- 
odd  nucleus,  tends  to  decay  to  palladium  106, 
rather  than  cadmium  106,  because  palladium  106 
is  nearer  the  line,  and  thus  more  stable  in  energy. 
In  the  case  of  silver  108,  however,  it  finds  little 
choice  between  decaying  to  palladium  108  or  to 
cadmium  108.  The  two  are  about  equally  far  below 
silver  108  on  an  energy  scale  as  shown  by  the  fact 
that  the  line  passes  roughly  equidistant  from  the  two. 

The  Line  of  Beta  Stability,  in  other  words, 
indicates  the  relative  energies  of  the  even-even 
nuclides  of  a  given  mass  number  and  the  relative 
energies  of  the  odd-odd  nuclides  of  a  given  mass 
number.  It  does  not  tell  us  how  much  more  stable 
an  even-even  nuclide  is,  compared  to  an  odd-odd 
nuclide  of  the  same  mass  number. 

The  heavy  pairs  of  lines,  at  Z  =  20,  50  &  82;  and 
at  A-Z  =  20,  50,  82  &  126,  indicate  the  so-called 
"magic  numbers."  These  nuclides  contain  closed 
shells  of  nuclear  particles  which  are  particularly 
tightly  bound. 
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LIST  OF  ELEMENTS 


ATOMIC 

ATOMIC 

NUMBER 

SYMBOL 

NAME 

NUMBER 

SYMBOL 

NAME 

0 

n 

neutron 

49 

In 

indium 

1 

H 

hydrogen 

50 

Sn 

tin 

2 

He 

helium 

51 

Sb 

antimony 

3 

Li 

lithium 

52 

Te 

tellurium 

4 

Be 

beryllium 

53 

I 

iodine 

5 

B 

boron 

54 

Xe 

xenon 

6 

C 

carbon 

55 

Cs 

cesium 

7 

N 

nitrogen 

56 

Ba 

barium 

8 

0 

oxygen 

57 

La 

lanthanum 

9 

F 

fluorine 

58 

Ce 

cerium 

10 

Ne 

neon 

59 

Pr 

praseodymium 

11 

Na 

sodium 

60 

Nd 

neodymium 

12 

Mg 

magnesium 

61 

Pm 

promethium 

13 

Al 

aluminum 

62 

Sm 

samarium 

14 

Si 

silicon 

63 

Eu 

europium 

15 

P 

phosphorus 

64 

Gd 

gadolinium 

16 

s 

sulfur 

65 

Tb 

terbium 

17 

CI 

chlorine 

66 

Dy 

dysprosium 

18 

A 

argon 

67 

Ho 

holmium 

19 

K 

potassium 

68 

Er 

erbium 

20 

Ca 

calcium 

69 

Tm 

thulium 

21 

Sc 

scandium 

70 

Yb 

ytterbium 

22 

Ti 

titanium 

71 

Lu 

lutetium 

23 

V 

vanadium 

72 

Hf 

hafnium 

24 

Cr 

chromium 

73 

Ta 

tantalum 

25 

Mn 

manganese 

74 

W 

tungsten 

26 

Fe 

iron 

75 

Re 

rhenium 

27 

Co 

cobalt 

76 

Os 

osmium 

28 

Ni 

nickel 

77 

Ir 

iridium 

29 

Cu 

copper 

78 

Pt 

platinum 

30 

Zn 

zinc 

79 

Au 

gold 

31 

Ga 

gallium 

80 

Hg 

mercury 

32 

Ge 

germanium 

81 

Tl 

thallium 

33 

As 

arsenic 

82 

Pb 

lead 

34 

Se 

selenium 

83 

Bi 

bismuth 

35 

Br 

bromine 

84 

Po 

polonium 

36 

Kr 

krypton 

85 

At 

astatine 

37 

Rb 

rubidium 

86 

Em 

emanation  (also 

38 

Sr 

strontium 

called  radon, 

39 

Y 

yttrium 

symbol  Rn). 

40 

Zr 

zirconium 

87 

Fr 

francium 

41 

Nb 

niobium 

88 

Ra 

radium 

(formerly 

89 

Ac 

actinium 

columbium, 

90 

Th 

thorium 

symbol  Cb) 

91 

Pa 

protactinium 

42 

Mo 

molybdenum 

92 

U 

uranium 

43 

Te 

technetium 

93 

Np 

neptunium 

44 

Ru 

ruthenium 

94 

Pu 

plutonium 

45 

Rh 

rhodium 

95 

Am 

americium 

46 

Pd 

palladium 

96 

Cm 

curium 

47 

Ag 

silver 

97 

Bk 

berkelium 

48 

Cd 

cadmium 

98 

Cf 

californium 
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